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1.0 INTRODUCTION

This report summarizes measurements of Particulate Matter less than 10 microns nominal
aerodynamic diameter (PM|0) collected and processed by Alton Coal Development, LLC, from the
five monitoring stations located at the Coal Hollow Mine Facility in Alton, Utah. Monitoring for
PM,o is a condition of the mines operating permit.

PM o monitoring at the site consists of five BGI PQ200 PM o monitors run by solar power. Figure 2
of this report shows the approximate locations of the monitoring locations. The BGI PQ200 monitors
are EPA Reference Method monitors and are operated on the National Particulate 1-in-6 Monitoring
Schedule. The data summarized herein covers the data collected during the year of 2016.

2.0 SITE LOCATION

The Coal Hollow Mine is located in Kane County, Utah, approximately three miles southeast of the
town of Alton, Utah. Figure I on the following page gives an overview of the site location.
Specifically the Coal Hollow Mine is located in Sections 19, 20, 29, and 30 of Township 39S, Range
5W; with an approximate facility location of:

Northing: 41401699 meters
Easting: 371534 meters

Universal Transverse Mercator (UTM) Datum NAD27, Zone 12

The three monitoring locations as depicted in Figure 2, are located in posit'ons to collect both
background and maximum PM10 concentrations. The background monitor has a manufactures
serial #962, therefore this monitor will be referred as monitor 962A. The compliance monitor for
the Coal Hollow Mine (CHM) has a manufactures serial #963, therefore this monitor will be
referred as monitor 963B. The co-located monitor has a manufactures serial #964, therefore this
monitor will be referred as monitor 964C. The background monitor coordinates are Northing:
4140856, Easting 373119, (UTM) Datum NADZ27, Zone 12. The CHM compiiance monitor and
the co-located monitor coordinates are Northing; 4140396, Easting 371147, (UTM) Datum
NAD27, Zone 12. The compliance monitor for the North Private Lease (NPL) has a manufactures
serial #2366, therefore this monitor will be referred as monitor 2366D. The co-located monitor has
a manufactures serial #2398, therefore this monitor will be referred as monitor 2398E. The NPL
compliance moritor and the co-located monitor coordinates are Northing: 4141570, Easting
370928, (UTM) Datum NAD27, Zone 12.
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Figure 1 - Site Location Map

January 31, 2017

Inc

]

Alton Coal Development

Page 3

PM,o Data, Annual, 2016




e
o

@ Background PM10 Monitor

gSoutheastern/Corner Max. PM10 Impact'Monitor”

3.0 AIRQUALITY DATA SUMMARIES

A summary of the measured PM o concentrations for the year are presented in Appendix B, and
Field Data Sheets generated during the collection of each sample are presented in Appendix D.
Measurements were collected during a 24-hour period and represent the average PM10
concentration during the midnight to midnight data collection cycle. As required by the
operating permit for the CHM, duplicate measurements were made with Sampler #963B
(designated as a compliance monitor) and Sampler #964C (designated as a co-located sampler)
to the extent possible. The quarterly mean PM o concentration and the comparison of measured
concentrations to standards are based on measurements from the primary Sampler #963B. If a
measurement from Sampler #963B was missing or invalid, the measurement from the
secondary Sampler #964C would be used. Also, required by the operating permit for the NPL,
duplicate measurements were made with Sampler #2366D (designated as a compliance
monitor) and Sampler #2398E (designated as a co-located sampler) to the extent possible. The
quarterly mean PM o concentration and the comparison of measured concentrations to standards
are based on measurements from the primary Sampler #2366D. If a measurement from Sampler
#2366D was missing or invalid, the measurement from the secondary Sampler #2398E would
be used.

The highest 24-hour mean PM|o concentrations measured during the quarter from the three

monitoring locations are summarized in Table I, Table II, Table III, Table [V and Table V. The
Alton Coal Development, Inc January 31, 2017
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three highest concentrations, # of valid samples, and the arithmetic mean concentrations from
each of the sites are listed. All measured PMo concentrations were below the 24-hour National
Ambient Air Quality Standard (NAAQS) of 150 pg/m> with the exception of the sample date
of September 9" for the CHM compliance monitor and the July 7™ and July 11" for the NPL
compliance & collocated monitors. The September 9™ CHM compliance monitor sample was
187.4 ng/m* which is unsupported by the collocated monitor sample of 38.4 pg/m>. Due to the
lack of activity around near these monitors, it is assumed that the collocated monitor sample
more accurately represents the conditions that sample period. The July 7% NPL compliance
and collocated monitors samples were 272.3 & 268.4 pg/m® respectively and the July 11" NPL
compliance and collocated monitors samples were 224.4 & 231.5 pg/m’ respectively. ACD
was maintaining road & mining dust suppression with a smaller rental water truck while it’s
larger water truck was out of service. Fugitive dust during this time period was primarily from
a section of County Road 136 that was in construction near the location of these monitors.

At this time no changes for future monitoring are recommended for the Coal Hollow Mine. The
location of the compliance and collocated monitors (962A, 963B and 964 C) are and will remain
in the area of highest PM10 concentrations for the next year of mining. There are no changes
for future monitoring recommended for the North Private Lease. The location of the collocated
monitors (2366D and 2398E) are and will remain in the area of highest PM 10 concentrations
for the next year of mining.

Table I - Summary of Measured PMio Concentrations (ug/m?’)
Background Monitor - 962A

RANK DATE PM;y CONCENTRATION
Highest 7/11/2016 24.1
2™ Highest 8/10/2016 17.0
1/1/16-12/31/16
Annual M 6.6
ridal Mean (57 valid samples)

Table II - Summary of Measured PM1o Concentrations (pg/m®)

Compliance Monitor - 963B

RANK DATE PM ;o CONCENTRATION
Highest 9/9/2016 187.4
2" Highest 11/14/16 111.5

Alton Coal Development, Inc
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Annual Mean

1/1/16-12/31/16

(60 valid samples)

25.8

Table III - Summary of Measured PMio Concentrations (pg/m>)

Compliance Monitor — 964C

RANK DATE PM;o CONCENTRATION
Highest 11/8/2016 109.6
2™ Highest 12/20/2016 101.9
1/1/16-12/31/16
Annual M 254
vat Viean (60 valid samples)

Table IVI - Summary of Measured PMio Concentrations (pg/m?)

Compliance Monitor — 2366D

RANK DATE PM;; CONCENTRATION
Highest 7/5/2016 272.3
2™ Highest 7/11/2016 224.4

(47 valid samples)

Table V - Summary of Measured PMio Concentrations (pg/m?)

Compliance Monitor — 2398E

RANK DATE PM,o CONCENTRATION
Highest 7/5/2016 268.4
24 Highest 7/11/2016 231.5
Annual Mean 1/1/16-12/31/16 124

(49 valid samples)

Alton Coal Development, Inc
PM o Data, Annual, 2016

January 31, 2017
Page 6



Table VI — Mean Annual Wind Speed
Annual 2015

Mean

.02
Wind Speed (m/s) 30

4.0 DATA RECOVERY AND QUALITY ASSURANCE

4.1 Data Recovery

Monitor 962A

Monitor 962A collected 57 of the 61 samples during the quarter. The percent recovery for this
quarter is 93%. For the sample date of May 6" a rodent had chewed threw the power supply
cable to the monitor causing the monitor to not run the programed time. For the sample date of
May 24™ the power supply where the rodent had chewed threw lost connection and the monitor
failed again. For the sample date of July 23™ variations in flow shut the monitor down at 11
hrs and 24 minutes of run time. For the sample date of Sept 27™ the monitor stop time was
incorrectly programed and the monitor over ran the 24-hour sample period.

Monitor 963B

Monitor 963B collected 60 of the 61 samples during the quarter. The percent recovery for this
quarter is 98%. For the sample date of April 25" the monitor over ran the programed time
halted by the operator after 34:43 hours.

Monitor 964C

Monitor 964C collected 60 of the 61 samples during the quarter. The percent recovery for this
quarter is 98%. For the sample date of Jan. 1° the stop time was programed incorrectly for the
monitor, it ran 85:20 hours and was shut down by the operator.

Monitor 2366D
Monitor 2366D collected 47 of the 53 samples during the quarter. The percent recovery for this

quarter is 89%. For the sample date of Feb.18™ the monitor ran for an insufficient sample
period. For the sample date of May 18'™ the monitor over ran the programed time halted by the
operator after 53:03 hours. For the sample date of Jul 17% the monitor error code indicate that
the monitor flow varied more than 5% and was shut down at 17:41 hours. For the sample date
of Sep 9™ the monitor did not collect data for the run. For the sample date of Nov 2™ the
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monitor timer information indicates that the stop time was inaccurately programed, the run was
halted by the operator at 53 hrs. of run time.

Monitor 2398E
Monitor 2398E collected 49 of the 53 samples during the quarter. The percent recovery for this

quarter is 92%. For the sample date of Feb. 18™ the monitor ran for an insufficient sample
period. For the sample date of Apr. 24'™ the chamber to the monitor was found open at the time
of filter collection, thus the sample was invalidated. For the sample date of Sep 9" the monitor
stop time was incorrectly programed and the monitor over ran the 24-hour sample period. For
the sample date of Sep 27™ the monitor did not collect data for the run.

The PM )¢ data recoveries for the three monitoring stations are presented below:

Table VII - Summary of Data Recovery

SAMPLER | Cupres | SaMpLEs | RBCOVERY
962A 61 57% 93%
9638 61 60 08%
964C 61 60 08%
2366D 53 47 89%
2398E 53 49 92%

4.2 Quality Assurance

Quality assurance procedures utilized to verify the integrity of the measured PM data included
the following:

1. Review of PMjo precision measurements based upon duplicate, collocated
measurements.

2. Independent quarterly audits of the PMio samplers.

3. Monthly zero and single point flow rate checks of the PM o samplers.

Alton Coal Development, Inc January 31, 2017
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4.2.1 Precision of PM1o Measurements

The precision of the PM ¢ measurements was determined from the duplicate samples collected
from the collocated BGI PQ200 Monitors 963B and 964C at the Coal Hollow Mine and 2366D
and 2398E at the North Private Lease. As recommended in 40 CFR, Part 58, Appendix A,
Section 5.3.1, PM)o precision checks are reported for instances when the concentrations for
duplicate samples both exceed 3 pg/m’. Duplicate samples that did not meet this condition
were omitted for the purposes of the precision checks. Appendix C, of this report summarizes
precision calculations between the compliance monitor and the co-located monitor. Monthly
flow rate verification data is also summarized in Appendix C.

Precision calculations at the Coal Hollow Mine were developed based on 53 valid pairs of co-
located monitoring data during the quarter. Single point precision based on 40 CFR, Part 58,
Appendix A Equation 2 results were -50.6% to 132%. The aggregate coefficient of variability
(CV) calculated in accordance with 40 CFR, Part 58, Appendix A Equation 11 is 23.27%. This
value is not within the 10% goal for aggregate CV.

Precision calculations at the North Private Lease were developed based on 41 valid pairs of co-
located monitoring data during the quarter. Single point precision based on 40 CFR, Part 58,
Appendix A Equation 2 results were -130.2% to 63.9%. The aggregate coefficient of variability
(CV) calculated in accordance with 40 CFR, Part 58, Appendix A Equation 11 1s 25.6%. This
value is not within the 10% goal for aggregate CV.

4.2.2 Audit Results

The accuracy of the PM o sampler tflows for each Quarter was verified by performance audits
conducted by Air Resource Specialist on February 22, 2016, April 20, 2016, September 14,
2016 and November 9, 2016. A copy of the audit reports are presented in Appendix E and are
summarized in Table VI. The audit results indicate that the three samplers were operating
properly throughout the year.

Alton Coal Development, Inc January 31, 2017
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Table VIII - Audit Summary

AUDIT DESIGN
SAMPLER % LIMIT* % LIMIT*
DIFFERENCE DIFFERENCE

962A 2.7 +4% 2.8 +5%

1o 963B -0.9 +4% 1.0 + 5%
Quarter 964C -1.5 +4% 1.6 + 5%
2366D 52 +4% -4.9 + 5%

2398E 5.0 +4% -4.8 + 5%

962A -2.6 +4% 2.6 +5%

and 963B -1.1 +4% 1.1 + 5%
Quarter 964C -0.1 +4% 0.1 + 5%
2366D -0.7 +4% 0.7 + 5%

2398E -1.0 +4% 1.0 +5%

962A -1.5 +4% 1.5 + 5%

3rd 963B -0.9 +4% 0.9 + 5%
Quarter 964C -0.1 +4% 0.1 + 5%
2366D -0.6 +4% 0.6 +5%

2398E -0.3 +4% 0.3 + 5%

962A -1.5 +4% 1.5 +5%

4 963B 0.1 +4% -0.1 + 5%
Quarter 964C -0.5 4% 0.5 + 5%
2366D -0.3 +4% 0.3 + 5%

2398E -0.4 +4% 0.4 + 5%

*Values between + 7% and + 10% require recalibration but no data are invalidated.
Alton Coal Development, Inc January 31, 2017
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4.2.3 Zero and Single Point Flow Rate Checks

Zero and single-point flow rate verifications are performed by a site technician on a monthly
basis. The data was then input into a statistical calculator to calculate percent difference and
bias between each of the monitors and the monthly single point flow rate measured by a NIST
traceable calibration orifice. The calculator used is called the “Data Assessment Statistical
Calculator” DASC Tool. DASC was developed for the data user community and can be found
in the Precision and Accuracy Reporting System within the Quality Assurance section of EPA’s
Ambient Monitoring Technology Information System. This data is presented in Appendix C of
this report.
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WIND ROSE PLOT DISPLAY:
Alton Coal Development, LLC , Alton, Utah Wind Speed
2016 Annual Direction (blowing from)
NORTH
west | . 1T ¢ "EAST |
""""""" WIND SPEED
(m/s)
" - >=11.1
B ss-11n
B 5753
,,,,,,,, il B o557
] 21-38
B os-21
Calms: 3.11%
COMMENTS: DATA PERIOD: COMPANY NAME:
Start Date: 1/1/2016 - 00:00 Alton Coal Development, LLC - Coal Hollow Mine
End Date: 12/31/2016 - 23:00
MODELER: .
B. Kirk Nicholes A
CALM WINDS: TOTAL COUNT: A
e caitue
3.11% 8784 hrs. Con Hollow
AVG. WIND SPEED: DATE: PROJECT NO.:
3.02m/s 1/31/2017

WRPLOT View - Lakes Environmental Software



Station ID: 1 , Run 1D:
Start Date: 1/1/2016 - 00:00
End Date: 12/31/2016 - 23:00

Frequency Distribution
(Count)

Wind Direction (Blowing From) / Wind Speed (m/s)

05-21 21-36 36-57 57-88 88-11.1 >=11.1 Total

348.75-11.25 128 150 251 106 9 1 645
11.25-33.75 286 244 75 10 0 0 615
33.75-56.25 364 1345 602 0 0 0 2311
56.25-78.75 193 96 6 0 0 0 295
78.75-101.25 129 49 24 4 0 0 206
101.25-123.75 104 128 75 18 0 0 325
123.75-146.25 113 123 73 15 0 0 324
146.25-168.75 102 123 109 11 0 0 345
168.75-191.25 123 204 169 72 3 0 571
191.25-213.75 114 255 190 51 4 0 614
213.75-236.25 77 245 331 42 0 0 695
236.25-268.75 54 98 144 10 0 0 306
258.75-281.25 63 69 46 11 0 0 189
281.25-303.75 73 79 29 9 0 0 190
303.75-326.25 104 135 87 16 0 0 342
326.25-348.75 107 147 186 96 1 1 538
Total 2134 3490 2397 471 17 2 8784

Frequency of Calm Winds: 273
Average Wind Speed: 3.02 m/s

WRPLOT View Freeware 7 0 0 - Lakes Environmental Software




Station ID:

Start Date:

1
1/1/2016 - 00:00

End Date: 12/31/2016 - 23:00

348.75-11.25
11.25-33.75
33.75-56.25
56.25-78.75
78.75-101.25
101.25-123.75
123.75-146.25
146.25-168.75
168.75-181.25
191.25-213.75
213.75-236.25
236.25-258.75
258.75-281.25
281.25-303.75
303.75-326.25
326.25-348.75

Total

Run ID:

Frequency Distribution
{Normalized)

Wind Direction (Blowing From) / Wind Speed (m/s)

05- 21

0.014572
0.032559
0.041439
0.021972
0.014686
0.011840
0.012864
0.011612
0.014003
0.012978
0.008766
0.006148
0.007172
0.008311
0.011840
0.012181

0.242942

Frequency of Calm Winds: 3.11%
Average Wind Soeed: 3.02 m/s

21-36

0.017077
0.027778
0.153119
0.010929
0.005578
0.014572
0.014003
0.014003
0.023224
0.029030
0.027892
0.011157
0.007855
0.008994
0.015369
0.016735

0.367313

WRPLOT Vigw Freeware 7 0 0 - Lakes Environmental Software

3.6- 57

0.028575
0.008538
0.068534
0.000683
0.002732
0.008538
0.008311
0.012409
0.019240
0.021630
0.037682
0.016393
0.005237
0.0¢3301
0.009904
0.021175

0.272883

57- 88

0.012067
0.001138
0.000000
0.000000
0.000455
0.002049
0.001708
0.001252
0.008197
0.005806
0.004781
0.001138
0.001252
0.001025
0.001821
0.010929

0.053620

8.8-11.1

0.001025
0.000000
0.000000
0.000000
0.000000
0.000000
0.000000
0.000000
0.000342
0.000455
0.000000
0.000000
0.000000
0.000C00
0.000000
0.000114

0.001935

>= 11.1

0.000114
0.000000
0.000000
0.000000
0.0000600
0.000000
0.000000
0.000000
0.000000
0.000000
0.000000
0.000000
0.000000
0.000000
£.000000
0.000114

0.000228

Total

0.073429
0.070014
0.263092
0.033584
0.023452
0.036999
0.036885
0.039276
0.065005
0.069900
0.079121
0.034836
0.021516
0.021630
0.038934
0.061248

0.968921
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Background Monitor 962A



PM,, Sampier Summary

January 1, 2016 - December 31, 2016

Network: Alton Coal Development, LLC

Site: Coal Hollow

Sampler ID: Coal Hollow-A AQS ID:
Sampler Type: BGI FRM Single
Ceongcentration Concentrafion Sample Sample Std Mass
Filter {ug/m3) {ugim3) Period Volume Volume (hg)

Date 10 LTP STP {(hr:min)  {m3) {m3) Tare Gross Nef Flag Comments
01/01/16 P2926661 23 2.7 2358 240 207 381888 381944 0056
01/07/16 P2927855 0.7 08 2358 240 202 380073 380080 0017
01/13/16 P2927858 0.6 0.7 2358 240 204 375202 375218 0016
01/19/16 P2928043 0.6 0.y 2358 240 203 394 529 394 544 0015
01/25/16 P2928052 0.8 0.9 2359 240 206 367494 367514 0020 TD
01/31/16 P2928155 0.6 08 2359 240 199 391311 391327 0016
02/06/16 P2928158 14 1.7 2358 240 206 392333 392.368 0035
02/12/116 P2928161 1.3 16 2358 240 20.0 390325 390.357 0032
02/18/16 P2928304 6.0 7.3 2358 240 198 371189 371314 0145
02/24/16 P2928406 31 3.7 2400 240 202 375584 375639 0C75
03/01/16 P2928416 25 341 2359 240 198 377214 377276 0062 TD
03/07/16 P2928413 25 3.0 2359 240 200 351941 352003 0082
03/13/16 P2928781 57 6.9 2359 240 19.9 384 546 384684 0138
03/19/16 P2928788 22 26 2358 240 197 398302 398355 00853
03/25/16 P2928791 3.9 4.7 2358 240 197 389832 383926 0094
03/31/16 P2928997 24 25 2358 240 199 385746 385797 0051
04/06/16 P2929002 3.9 47 2358 240 197 381351 381445 0084
04/12116 P2929223 1.9 2.3 2358 240 197 371091 371138 0047
04/18/16 P2929228 24 29 2359 240 199 397 910 397 969 0059 HT
04/24/18 P2929387 42 52 2358 240 195 380256 380359 0103
04/30/16 P2929392 1.6 1.9 2359 240 198 382642 382681 0039 HT
05/06/16 P2929397 Invalid - AG Invalid - AG 148 18 15 382474 382515 G341 SPHT
05/12/16 P2929630 5.3 6.6 2400 240 195 369393 369522 0129
05/18/16 P2929815 3.3 4.0 2359 240 196 367 546 367626 0080 PIHT
05/24/16 P2929820 Invatid - AG Invalid - AG 856 90 73 367 378 367462 0084 SP
05/30/18 P2929822 7.6 9.5 2359 240 193 369039 369223 0184 HT
06/05/16 P2929635 7.9 104 2359 240 187 379482 379672 0190 XT
06/11/16 P2930159 9.0 1.3 2359 240 192 377047 377265 0218 HT
06/17/16 P29301685 7.9 2.8 2358 240 192 383643 383815 0189 TDHT
06/23/18 P2930501 12.9 16.5 2359 240 188 372958 373269 0311
06/29/16 PZ330507 94 12.0 23359 240 188 77817 373043 0226
0T 05/16 P2930787 8.5 10.3 2359 240 189 374589 374734 0205

711/16 P2930772 19.0 241 2359 240 189 378573 379030 0457 HT
07/17/16 P2930830 106 13.5 2359 242 189 368561 368817 0256 PLHT
07/23/15 P2930995 Invaiid - AG Invalid - AG 1124 114 90 375849 375940 0091 3p,TDHT
97/29/16 P2931000 12.3 158 23 59 240 187 389056 389352 0296 TD
08/04/16 P2931177 8.3 110 2359 240 192 382790 383002 0212 HT
08/10/1. P2931182 13.6 17.0 2359 240 193 375660 375988 0328 HT
08/16/16 P2931428 7.5 9.6 2359 240 186 392 269 392451 0182
08/22/16 P2331435 5.0 6.3 2359 240 193 382864 382986 0122
08/28/16 P2931711 3.6 44 23.59 240 194 377675 377762 0087
09/03/16 P2931716 65 82 2359 2490 190 382311 382488 0157 TDHT
09/09/16 P2931721 106 13.4 2359 240 190 37289 373151 0255 TD
09/15/16 P2932013 8.6 108 2400 240 194 377990 378187 0207
09/21/16 P2932020 41 51 2359 240 194 374678 374777 0099
09/27/16 P2933157 nvalid - AG Invalid - AG 6111 613 435 381323 381566 0243 sSPCI
10/03/16 P2933182 10.0 122 2359 240 196 369748 369989 0241
10/09/18 P2933513 6.2 7.7 24 00 240 195 382312 382483 0.151
10/15/16 P2933523 7.8 938 2358 240 192 378220 378408 0183
10/21/16 P2933829 55 6.8 2358 240 196 387875 388008 0133
10/27/16 P2933518 5.2 6.6 2359 240 192 390837 390964 0127 XT
11/02/16 P2933830 3.2 38 2359 240 198 374041 374173 0077 HT
11/08/16 P2933835 kX:] 4.4 23359 240 188 380794 380362 0088
11/14/16 P2934147 5.0 6.1 2358 240 198 384 306 384428 0.122
11/20/16 P2934428 4.7 5.7 2359 240 196 379950 380063 0113
11/26/16 P2934433 4.3 5.2 2359 240 199 375840 375945 0105
12/02/16 P2934438 3.7 44 2358 240 204 378436 378526 0090
12/08/16 P2934772 71 8.4 2359 240 204 391553 391726 0173
12/14/16 P2934773 1.7 241 2400 240 200 382.432 382475 0043
12/20/16 P2935091 37 4.4 2358 240 204 381251 381341 0090
12/26/16 P2935096 14 16 23.59 240 211 383239 383274 0035 71D
02/15/16 P2928303 Field Blank 387 440 387 446 0.008
07/07/16 P2930777 Field Blank 400 056 400.069 0013
09/16/16 P2932026 Field Blank 378 783 378 788 0.005
11/04/16 P2934146 Field Blank 385.463 385.474 0011

# Valid R Y A 2 St. Dev. Max Min
57 93% 6.6 4.9 24.1 0.7
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Compliance Monitor 963B



Network: Alton Coal Dev: iopment, LLC

Site: Coal Hollcw

PM,, Sampler Summary

January 1, 2015 - December 31, 2015

Sampler ID: Coal Hollow-B AQS ID:
Sampler Type: BGI FRM Single
Concentration  Concentration Sample  Sample Std Mass
Filter {ug/m3) {ng/m3) Period Volume Volume fmg)

Date 2] LTP STP (hr.min) (m3}) {m3) Tare Gross Net Flag Comments
01/01/16  P2926662 3.3 3.8 2359 240 210 385.897 385978 0.081
01/07/16 P2927856 08 10 2359 240 204 372865 372886 0021
01/13/116 P2927859 9.1 10.6 2359 240 206 377015 377234 0219
01/19/16  P2928050 5.7 6.7 2359 240 204 394493 394632 0139
01/25/16 P2928053 25 29 2359 24.0 20.8 372628 372689 0061
01/31/16 P2928156 33 39 2359 240 201 382862 388942 0.080
02/06/16 P2928159 1.7 1.9 23.59 240 208 373606 373647 0041
02/12/16 P2928162 54 8.4 2359 24.0 202 387372 387502 0130
02/18/16 P2928305 6.5 7.9 23.59 240 200 373.094 373252 0158
02/24/16 P2928407 79 9.2 24 00 240 204 368433 368683 0180
03/01/16 P2928417 94 M3 2359 240 200 372074 372300 0226
03/07/16 P2928414 2.8 3.5 2359 240 202 365881 365.953 0072
03/13/16 P2928782 58 6.9 2359 24.0 201 397.743 397883 0140
03/19/16 P2928787 32 39 2359 240 199 386.175 386254 0079
03/25/16 P2928792 106 128 2359 240 199 391580 391835 0255
03/31/16 P2928998 4.2 8.0 23 59 24Q 201 383570 383671 0101
04/06/16  P2929003 6.6 8.0 2359 240 198 357603 357762 0159
04/12/16 P2929224 59 72 2359 240 199 372252 372396 0144
04/18/16 P2929229 152 18.2 2359 240 201 372995 373361 03266 HT
0412416 P2929388 Invalid - AG Invalid - AG 3443 348 285 374939 375170 0231 SP.CI
04/30/16 P2929393 24 29 23.59 240 200 398 449 398 508 0059 HT
05/06/16 P2929398 144 17.7 2359 240 196 394796 395144 0348 HT
05/°2/16 P2929631 487 5%.5 2359 240 197 377198 378368 1171
05/18/16 P2929816 132 16.1 2358 240 197 398 149 398467 0318 HT
05/24/16 P2929821 298 365 2359 240 196 369454 370171 0717
05/30/16  P2929824 74 92 2358 240 194 369348 369527 0179 HT
06/05/16 P2929637 8.2 10.5 2359 240 189 380649 380848 0199 T
06/11/16 F2930160 a3 12.2 2359 240 193 371393 371830 0237 HT
06/17/16  P2930166 36.0 449 2359 24¢C 193 373859 374725 0866 HT
08/23/16 P2930502 495 829 2359 240 189 394793 395983 1190
08/29/16 P2930508 48 6 615 2359 240 190 371232 372400 1168 Filter darker. smudge
07/05/16 P2930768 177 224 2359 240 190 373110 373537 0427
271116 P2930773 42.9 529 2359 240 191 374 373 375383 1010 HT Smudged
J717/116  P2930991 91 15 2359 240 18.9 373007 373226 0219 HT
07/23/16 P2930996 16.4 21.0 2359 240 188 369665 370061 0396
07/29/16 P2931001 65.1 331 2359 240 188 374976 376541 1585
Q0B/04/16 P2931178 140 174 2359 240 193 382165 382502 0337 HT
08/10/16 P2831183 176 218 2359 240 194 374766 375190 Q424 HT
08/16/16 P2931429 444 560 2359 240 191 385287 386356 1068 Smudged
08/22116 P2931436 373 46.5 2358 240 194 375306 376209 0903
08/28/16 P23931712 3.9 4.3 2359 240 195 397613 397707 0094
09/03/16 P2931717 2.5 11.9 2359 240 192 384 175 384404 0229 HT
09/09/16 P2931722 149.6 187 4 2359 240 192 369238 372833 3595 Much darker
09/15/16 P2932014 40.5 49.8 2400 240 196 376331 377307 0976
09/21/16 P2932021 35 4.4 2359 240 195 383888 383974 0086
09/27/16 P2933158 251 07 2359 240 197 377292 377887 0605 Lighter
10/03/16 P2933164 16.6 202 23 8¢ 240 198 373655 374056 0401
10/09/16 P2933514 6.6 8.1 2400 240 197 375880 376040 0160
10/15/16 P2933524 64 3.0 2359 240 193 379486 379641 0155
10/21/16  P2933827 46.7 567 2359 240 198 383659 384783 1124 Smudged, discoleration
10/27/16 P2933519 26.6 32,6 2359 24.0 197 388245 388 886 0641 XT
11/02/16 P2933831 18.3 184 2359 240 200 385662 386031 0369 HT
11/08/16 P2934142 4.5 53.5 2359 240 200 389341 390412 1071
11/14/16 P2934149 92,5 111.5 2359 240 200 391473 393699 2226
11/20/16 P2934429 5.5 6.6 23.59 240 19.9 385179 385312 0133
11/26/16 P2934434 44 52 2359 240 202 378085 378202 0.107
12/02/16 P2934439 18.1 211 2359 240 206 374876 375312 0436 Lighter color
12/08/16 P2934778 256 29.9 2389 240 206 374649 375266 0617 Discoloration
12/14/116 P2934783 5.2 62 2359 24.0 202 385377 385504 0127
12/20116 P2935092 69.0 80.3 23:59 240 207 390654 392314 1660 Smudges
12/26/16 P2935097 33 37 2359 24.0 214 384978 385.059 0.081 P!
05/31/16 P2929636 Field Blank 376 063 376 101 0038 XT,FBout
06/06/16 P2930164 Field Blank 368 551 369 631 0.080 FBout Specks
08/01/16 P2931186 Field Blank 375 142 375145 0003
09/29/16 P2933163 Field Blank 368 124 268 130 0006

# valid Recovery Average St. Dev. Max Min
60 98% 25.3 321 187.4 1.0
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Collocated Monitor 964C



PM,, Sampler Summary

January 1, 2015 - December 31, 2015

Network: Aiton Coal Development, LLC
Site: Coal Hollow
Sampler ID: Coal Hollow-C AQS ID:
Sampler Type: BGi FRM Single

Concentration Conceofration Sample Sample Std Mass
Filter {ua/m3) {(ugim3) Period Volume Volume (my)

Date 1D LP STP {hr:min) (m3) {m3) Tare Gross Net Flag Commants
01/01/16 P2926663 Invalid - AG Invalid - AG 8520 855 73.7 379427 379713 0286 SP,CI
01/07/16 P2927857 0.9 1.1 2359 240 205 360.809 360832 0.023
01/13/16 P2927860 11.4 132 2359 240 207 385494 365769 0.275
01/19/16 P2928051 6.4 7.4 2359 240 205 379360 379514 0154
01/25/16 P2928054 24 238 23.59 240 208 385361 385421 0060
01/31116 P2928157 0.7 0.9 23859 240 202 397 168 397187 0012
02/06/16 P2928160 24 27 2359 240 209 390.99¢ 391057 0088
02112116 P2928163 54 6.4 2359 240 20.3 381124 391254 0130
02/18/16 P2928306 6.5 7.8 23 58 240 201 364 726 364 884 0.158
02/24/16 P2928408 7.0 8.2 2400 240 205 378.380 378549 0189
03/01/16 P2928411 8.4 10.1 2359 240 200 377447 377651 0204
03/07/16 P2923457 34 4.0 2359 240 202 372.044 372126 0082
03/13/16 P2928783 6.0 71 2359 240 202 381807 381952 0145
03/19/16 P2928788 4.9 6.0 23.59 240 199 404 779 404 889 0120
03/25/16 P292§793 2.0 10.8 2389 2490 19.9 366853 367070 0217
03/31116 P2928999 34 441 2358 240 202 351987 352070 Q083
04/06/16 P2929004 5.9 71 24 00 240 199 375367 375510 0143
04/12/16 P2929225 6.6 8.0 2358 240 200 368712 368873 0161
04/18/16 P2929230 16.4 19.6 2359 240 201 384429 384825 0396 HT
04/24/16 P2929389 3.9 438 2358 240 197 384796 384892 0096
04/30/16 P2929394 1.5 13 2338 240 200 396811 396848 0037 HT
05/06/16 P2929399 13.6 16.6 2359 240 197 380084 380412 0328 HT
05/12/16 P2929832 50.0 61.0 2358 2490 197 373961 375184 1203
05/18/16 P2929817 13.7 16.6 2358 2490 198 374868 375188 0330 HT
05/24/16 P29296828 273 332 2359 2490 197 373635 374292 0657
0570/16 P2929825 74 91 2359 240 195 396588 396 767 0179 HT
06,35/16 P2930154 3.6 10.9 2359 240 183 403574 403782 0208
06/11/1  P2930161 9.5 11.8 2359 240 193 367 198 367428 0.230 HT
06/17/16 P2930167 35.1 43.7 2359 240 193 381373 382218 0845 HT
06/23/16 P2930504 34.2 435 2359 240 189 367541 368365 0824
06/29/16 PZ930508 26.4 333 2359 24 191 371639 372274 0635 Filter darker. smudge
07/05/16 P2930763 18.2 2340 2359 24¢ 191 375913 376352 0438
07/11/16 P2930774 51.2 64.4 2359 240G 191 372381 373.613 1232 HT
07/17/16 P2930992 15.3 19.3 2359 240 190 365520 365888 0368 HT
Q7/23/16 P2930997 222 28.2 2359 240 189 365580 366 114 0534
07/29/16 P2931002 68.2 86.9 2359 240 189 379098 380738 1840
08/04/16 P2931179 13.8 17.2 2359 240 194 382704 383038 0334 HT
08/10/16 P2931184 17.5 21.7 2359 240 194 371421 371844 0423 HT
08/16/16 P2931430 51.2 64.4 2.59 240 191 384246 385478 1232 Smudged
08/22/16 P2931437 36.6 45.3 2359 240 195 386713 387595 0882
08/28/16 P2931713 4.2 51 2359 240 196 387939 388040 0101
09/03/16 P2931718 12.0 15.0 2359 240 193 369854 370144 0290 HT
08/09/16 P2931723 30.7 38.4 23.59 240 192 374877 375616 0739 Much lighter
09/15/16 P2932015 39.3 481 24 00 240 196 373451 374396 0.945
09/21/16 P2932022 3.6 4.4 2359 240 196 379026 379113 0.087
09/27/16 P2933159 40.5 499 2359 240 195 377907 373382 0975 Carker
10/03/16 P2933165 18.0 21.9 2359 24.0 198 365099 365534 0435
10/09/16 P2933515 6.5 8.0 24 00 240 197 389034 389192 0.158
10/15/16 P2933525 9.0 11.2 2359 240 194 385936 384.154 0218
10/21116 P2933828 78.4 949 2359 240 199 385604 387491 1887 Smudged, discoloration
10/27116 P2933520 28.0 341 2359 240 1897 379666 380340 0674 XT
11/02/16 P2933832 195 234 2359 240 200 380241 380710 0469 HT
11/08/16 P2934143 43.2 51.8 2359 240 200 386573 387612 1039
11/14/16 P2934148 91.3 1096 2389 240 200 372675 374869 2194
11/20116 P2934430 47 56 2359 240 200 384949 385063 0114
11/26/16 P2934435 56 6.7 2359 240 203 376199 376335 0136
12/02/16 P2934440 336 3941 23:59 240 207 377573 378383 0810 Discoloration, darker
12/08/16 P2934780 330 384 2359 240 207 373670 374465 0795 Discoloration
12/14116 P2934774 6.7 8.0 2359 240 202 381406 381569 0163
12/20/116 P2935093 87.8 101.9 2359 240 207 375324 377436 2112 Smudged, loose particles
12/26/16 P2935098 25 2.3 2359 240 21.5 381329 381390 0061
06/20/16 P2930513 Field Blank 372662 372674 0012
08/05/16 P2931188 Field Blank 379 797 379800 0003

# Valid Recovery Average St. Dev. Max Min

60 98% 25.4 26.4 109.6 0.9
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Compliance Monitor 2366D




PM,, Sampler Summary

January 1, 2015 - December 31, 2015

Network: Alton Coal Development, LL.C
Site: Coal Hollow
Sampler ID: Coal Hollow-D AQS 1D:
Sampler Type: BGI FRM Single

< ation c ation Sample Sample Std Mass.
Filter {pg/m3) {pg/m3Y Period Volume Volume {mg)

Date 1D LTP STP (hr:min) {m3) {m3) Tare Gross Net Flag Comments
02/18M6 P2928309 Invalid - AN invalid - AN 350514 350653 0138 SP First run
02/24/16 P2928410 10.5 124 2400 240 204 355385 355.639 0254
03/01/16 P2928307 74 386 2359 240 200 371788 371961 0173
03/07/116 P2928779 25 30 2359 240 202 385067 385129 0062
03/13/16 P2928784 6.4 7.7 2359 240 201 385620 385776 0158
03/19/18 P2928789 37 45 23:59 24.0 199 399436 399527 0091
03/25/18 P2928995 5.3 7.0 23.59 24.0 199 378 387 378.528 0.141
03/31/116 P2926000 2.0 24 23.59 240 202 393,996 394 046 0050
04/06/16 P2929005 7.0 34 2359 240 199 374089 374258 0169
04/12/16 P2929226 6.4 7.7 2359 240 199 364 393 364 547 0154
04/18/16 P2828231 9.0 10.7 2359 240 201 371365 371682 0217 HT
04/24/16 P2929330 5.1 6.2 2359 240 197 387.186 387310 0.124
04/30716 P2828395 1.5 19 2359 240 200 392.002 382040 0038 HT
05/06/16 P2929400 8.2 344 2359 240 197 395729 386409 0680 HT
05/12/16 P2929633 59.9 73.3 23.59 24.0 196 369264 370706 1442
05/18/16 P2828818 Invalid - AG Invalid - AG 5303 531 432 371898 373464 1566 SP,CILHT
05/24/16 P2828629 203 243 2359 24.0 197 366 491 366 980 0489
05/30/16 P2923638 8.5 10.5 2359 240 19.5 375664 375.870 0206 XTHT
06/05/16 P2930156 Invalid - AG Invalid - AG 3825 385 303 373362 374717 1355 SpPCI
06/11/16 P2930162 19.3 247 2359 240 193 369721 370197 0476 HT
06/17/16 P2930168 58.4 728 2359 240 193  373.801 375207 1406 HT
06/23/16 P2930505 96.0 122.0 2359 240 189 367 137 369 444 2307
06/29/16 P2930510 62.2 78.6 2359 240 190 371981 373477 1496 Filter darker
07/05/16 P2930770 2158 2723 2359 240 190 375502 380690 5188
07/11/16 P2930775 178.1 2244 2359 240 191 392297 396577 4280 HT
07/17/16 P2930993 Invalid - AG Invalid - AG 17 41 177 140 269126 369738 0612 5P FEH Specks
07 23/16 P2930998 13.2 16.9 2359 240 188 399241 369560 0318
07 28/16 F2931003 283 36.2 2339 240 188 373205 373887 0882
08/04/16 P2931180 10.5 13.2 2359 240 193 381059 381314 0255 HT
08/10/16 P2931185 234 29.0 2359 240 194 384727 385291 0364 HT
08/18/16 P2931431 19.7 24.8 2359 240 191 369896 370370 0474
08/22/16 P2931438 138 171 2359 240 194 391041 382275 0334
08/28/16 P2931714 4.5 56 2359 240 195 381784 381895 0111
09/03/16 P2931719 8.2 10.2 2359 240 193 392595 392793 0198  HT
09/09/16 P2931724 Invalid - Al Invalid - Al 374442 374718 0308 SPMD
09/15/16 P2932016 178 21.9 2400 240 195 383741 384170 0429 Lighter
09721116 P2932023 5.0 62 23 5¢ 2490 195 381024 381148 0122
09/27/16 P2933160 16.0 19.7 2359 240 195 378692 373077 0385
10/03/18 P2933166 411 50.0 2358 240 198 368 570 369 560 0990
10/09/16 P2933516 6.8 83 2400 249 197 380858 381023 0165
10/15/16 P2933528 27.2 338 2358 249 193 381564 382.218 0654
10/21/16 P2933825 4315 53.0 23 58 249 198 383675 384722 1047
10/27116 P2933521 245 299 2359 2449 197 377400 377991 0591 X7
11/02116 P2933833 Invalid - AG Invahd - AG 57 34 577 479 380530 380882 0352 SP,CIHT
11/08116 P2934144 138 164 2358 240 200 391246 391575 0329
11714116 P2934150 18.6 224 2359 240 189 381324 381771 0447
11/20/116 P2934431 6.2 7.5 2358 240 200 390857 391007 0150
11/26/16 P2934436 5.0 6.0 2359 240 202 389 731 369.853 0122
12/02/16 P2934441 435 5.2 2359 240 207 381103 381212 0109
12/08/16 P2934781 22,5 26.2 2359 240 206 380576 381113 0.542 Darker cator
12/14/16 P2934775 25.3 30.0 2359 240 202 374763 375372 0.609 ]

12/20/16 P2935094 34.8 40.6 2359 240 206 385229 386066 0.837

12/26/16 P2835100 1.4 1.6 2359 240 215 379340 379375 0.035 PILTD

056/31/16 P2930155 Field Blank 373813 373829 0016

08/19/16 P2931441 Field Blank 381244 381253 0009

12/22/16 P2935099 Field Blank 384 479 384513 0034 FBout Dark harr
# Valid R \2 A 8 St. Dev. Max Min

47 89% 33.0 52.0 2723 16
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Collocated Monitor 2398E



PM,, Sampler Summary

January 1, 2015 - December 31, 2015

Network: Alton Coal Development, LLC
Site: Coal Hollow
Sampler ID: Coal Hollow-E AQS ID:
Sampler Type: BGI FRM Single

Concentration Conceniration Sample Sampie Sid Mass
Filter {Hg/m3) {ug/m3) Period Volume Volume (mg)

Date o LTP STP (hesmin)  (m3) {m3) Tare Gross Net Flag Comments
02/18/16 P2928308 Invalid - AN Invalid - AN 379821 379855 0134 spP First run
02/24/16 P2928409 10.7 12.7 2400 240 20.4 367 081 367 340 0259
03/01/16 P2928412 52 6.2 2359 240 199 378847 378.972 0.126
03/07/16 P2928780 27 33 2359 240 20.2 380582 380.649 0.067
03/13/16 P2928785 5.0 6.0 2389 240 201 378529 378651 0.122
03/19/16 P2928790 3.0 36 2359 240 199 389956 390.029 0.073
03/25/16 P2928996 6.2 75 2359 240 19.9 353867 354017 0150
03/31/16 P2929001 1.8 21 2359 24.0 201 380367 380411 0044
04/06/16 P2929006 6.2 7.5 2359 24.0 19.9 391337 391487 0150
04/12/16 P2920227 101 12.3 2359 240 19.9 369935 370240 0245
04/18/16 P2929232 6.9 8.3 2359 240 201 372800 372967 0167 HT
04/24/16 P2829391 Invalid - AN Invalid - AN 2359 240 19.7 391155 391160 0005 Chamber opened
04/30/16 P2929396 1.9 23 2359 240 200 385133 385180 0047 HT
05/06/16 P2929401 28.6 349 2359 240 197 372573 373261 0688 HT
05/12/16 P2929634 556 68.1 2359 240 196 373288 374626 1338
05/18/16 P2929819 14 13.5 23.59 240 197 370975 371242 0267 HT
05/24/16 P2929823 285 349 2359 240 19.7 364 982 365669 0687
05/30/16 P2929639 9.1 1.3 2359 240 19.5 370808 371029 0221 XTHT
06/05/16 P2930157 115 14.7 2359 240 189 366 319 366 597 0278
06/11/16 P2330163 22.0 27.4 2359 240 193 368626 369155 0529 HT
06/17/16 P2930169 65.1 81.0 2359 240 193 376528 378093 1565 HT
06/23/16 P2930506 88.7 112.6 2359 240 189 366122 368254 2132
08/29/16 P2830511 384 484 2359 240 190 365404 366327 0923 Filter hghter
07/05/16 P2930771 2129 268.4 2359 240 181 379675 384792 §117
07/11/16 P2330776 183.8 231.5 2359 240 191 374070 378488 4418 HT
7117116 P2930994 27.7 3541 2400 240 190 374806 375473 0667 HT
37/23/16 P2930999 10.9 14.0 2359 240 183 400 134 400398 0264
Q07/29/16 P2931004 27.5 35.2 2359 240 188 360893 361555 0662
08/04/16 P2931181 10.2 127 2359 240 193 379043 379289 0246 HT
08/10/16 P2931187 2241 274 23 59 240 194 384521 385153 0532 HT
08/16/16 P2931432 21.5 274 2359 240 191 377339 377856 0517
08/22/16 P2931439 17.2 21.2 2359 240 194 381216 381630 0414
08/28/16 P2931715 4.5 5.6 2359 240 195 375595 376805 0110
09/03/16 P2931720 8.5 10.6 2359 240 193 381890 382095 0206 HT
09/09/16 P2931725 Invatid - AG Invalid - AG 8705 872 689 369441 372002 2561 SPCI
09/15/16 P2932019 241 29.6 2400 240 196 373112 373692 0580 Darker
09/21/16 P2932024 4.7 5.8 2359 240 195 383329 383444 0115
09/27/16 P2933161 Invalid - Al Invalid - Al 370 920 371376 0456 SPMD
10/03/18 P2933167 50.6 61.5 2359 240 198 364482 365700 1218
10/09/16 P2933517 73 9.0 2400 240 196 381201 381378 0177
10/15/16 P2933527 34.6 43.1 2359 240 193 378992 379825 0833
10/21/16 P2933828 46.6 56.7 2359 240 198 378726 379848 1122
10/27/116 P2933522 23.3 284 2358 240 197 376622 377 184 0562 XT
11/02/16 P2933834 5.1 8.2 2359 240 200 382533 382657 0124 HT
11/08/16 P2934145 124 14.5 2359 240 200 384806 385097 0231
11/14/16 P2934151 17.7 214 2359 240 199 382999 383426 0427
11/20116 P2934432 6.2 7.5 2359 240 200 379386 379536 0150
11/26/16 P2934437 45 54 2359 240 201 381107 381217 0110
12/02/16 P2934442 55 6.4 2359 240 206 379 188 379321 0133
12/08/16 P2934782 164 18.9 2359 240 206 377924 378313 0389 Lighter calor
1214116 P2934776 244 29.0 2359 240 202 381341 381928 0587 p|
12/20/16 P2935095 N7 370 2359 240 206 383937 384700 0763
12/26/16 P2935101 1.3 1.5 2359 24Q 214 378041 378074 0033
06/24M16 P2930512 Field Blank 369.393 369416 0023
08/12116 P2932018 Field Blank 378 109 378 117 0008
12/05/16 P2934777 Field Blank 376.619 376 625 0.006

# Valid Recovery Average St. Dev. Max Min

49 92% 32.4 50.7 268.4 15
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APPENDIX C

Precision and Single-Point Flow Rate Checks



Alton Coal Development, LLC - Coal Hollow Mine

Precision Estimate (From Collocated Samples)

Monitors 963B & 964C [Pollutant type: | CVy (%)
Meas Val (Y)  Audit Val (X) d (Eqn 10) 25th Percentile d? [d] df?
10.6 13.2 -21.849 -21.849 477.367 21.849  477.367
6.7 7.4 -9.929  75th Percentile 98.587 9.929  98.587| n >id] Yldf?
6.4 6.4 0.000 3.229 0.000  0.000 0.000] 53 948.019 43788.978
7.9 7.8 1.274 1.623  1.274 1.623|n-1 >d >d?
9.2 8.2 11.494 132.118 11.494  132.118] 52 -240.274 43788.978
11.3 10.1 11.215 125.775 11.215  125.775
35 4 -13.333 177.778 13.333  177.778
6.9 7.1 -2.857 8.163  2.857 8.163
3.9 6 -42.424 1799.816 42.424 1799.816 CV (%) (Eqn 11)
12.8 10.8 16.949 287.274 16.949  287.274 23.27
5 41 19.780 391.257 19.780 391.257 G
8 71 11.921 142.099 11.921  142.099 | Percent Differences
7.2 8 -10.526 110.803 10.526  110.803 |
18.2 19.6 -7.407 54.870 7.407  54.870 }
17.7 16.6 6.414 41139 6414 41139 | 30.000
59.5 61 -2.490 6.198  2.490 6.198 | 20.000
16.1 16.6 -3.058 9.352  3.058 9.352 | 10.000
36.5 33.2 9.469 89.665 9.469  89.665 oo
9.2 9.1 1.093 1.194  1.093 1.194 } S
10.5 10.9 -3.738 13.975 3.738 13975 '
12.2 11.8 3.333 11.111  3.333 11111 |;-20.000
44.9 43.7 2.709 7.338  2.709 7.338  -30.000
62.9 435 36.466 1329.781 36.466 1329.781 |
61.5 33.3 59.494 3539.497 59.494 3539.497
22.4 23 -2.643 6.986  2.643 6.986 -
52.9 64.4 -19.608 321468 19.608  384.468
11.5 19.3 -50.649 2565.357 50.649 2565.357
21 28.2 -29.268 856.633 29.268  856.633
83.1 86.9 -4.471 19.986 4.471  19.986
17.4 172 1.156 1336  1.156 1.336
21.8 o8] 0.460 0.211  0.460 0.211

—e—Series1




Alton Coal Development, LLC - Coal Hollow Mine
One-Point Flow Rate Bias Estimate

Site ID: Monitor 962A

|Pollutant type:

Bias (%) =

Meas Val (Y)
16.7
16.7
16.7
16.7
16.7
16.7
16.7
16.7
16.7

Audit Val (X)
16.78

16.75

16.84

17.11

17.04

16.95

16.9

16.95

17.05

d (Egn. 1)
-0.477
-0.299
-0.831
-2.396
-1.995
-1.475
-1.183
-1.475
-2.053

25th Percentile

d2

(d|

-1.995 0.227 0.477

75th Percentile
-0.831

0.089
0.691
5.742
3.981
2.175
1.401
2.175
4.214

0.299
0.831
2.396
1.995
1.475
1.183
1.475
2.053

jd?

0.227
0.089
0.691
5.742
3.981
2.175
1.401
2175
4.214

n
9

n-1
8

Y|
12.184
Yidf?
20.696

"AB" (Eqn 4)
1.354

"AS" (Eqn 5)
0.725

Bias (%) (Eqn 3)
1.8

Signed Bias (%)
-1.8

Both Signs Positive
FALSE

Both Signs Negative
TRUE

/,

Percent Differences

~ 15.000
10.003
5.000

0.000 — @ T — T '

-5.000 -

|

-10.000 +—

-15.000

—— Series1




Alton Coal Development, LLC - Coal Hollow Mine
One-Point Flow Rate Bias Estimate

ISite ID: Monitor 963B |Pol|utant type: I Bias (%) —l
Meas Val (Y)  AuditVal(X) d(Eqn.1) 25th Percentile d? [d] Id?

16.7 16.78 -0.477 -0.890 0.227 0.477 0.227
16.7 16.75 -0.299 75th Percentile  0.089 0.299 0.089] n 2ld| "AB" (Eqn 4)
16.7 16.72 -0.120 -0.299 0.014 0.120 0.014] 9 5.636 0.626
16.7 16.94 -1.417 2.007 1.417 2.007|n-1 Yidf? "AS" (Eqn 5)

16.75 16.87 -0.711 0.506 0.711 0.506| 8 5.021 0.432
16.7 16.85 -0.890 0.792 0.890 0.792
16.7 16.8 -0.595 0.354 0.595 0.354 Bias (%) (Eqn 3) |Both Signs Positive
16.7 16.68 0.120 0.014 0.120 0.014 0.89 FALSE
16.7 16.87 -1.008 1.015 1.008 1.015 Signed Bias (%) |Both Signs Negative

-0.89 TRUE

15.000

Percent Differences

10.000 ——
5.000

0.000 {—»

-5.000
-10.000

—e— Series1




Alton Coal Development, LLC - Coal Hollow Mine
One-Point Flow Rate Bias Estimate

| |Site ID: Monitor 964C IPoIIutant type: [ Bias (%) |
| Meas Val (Y)  AuditVal (X) d(Eqn.1) 25th Percentile d? (d] jd?
16.7 16.78 -0.477 -0.477 0.227 0.477 0.227
16.7 16.75 -0.299 75th Percentile 0.089 0.299 0.089| n 2|d| "AB" (Eqn 4)
16.7 16.26 2.706 -0.060 7.323 2.706 7.323] 9 7.077 0.786
16.7 16.78 -0.477 0.227 0.477 0.227|n-1 Yldf? "AS" (Eqn 5)
16.7 16.47 1.396 1.950 1.396 1.950f 8 11.199 0.839
16.7 16.71 -0.060 0.004 0.060 0.004
16.7 16.72 -0.120 0.014 0.120 0.014 Bias (%) (Eqn 3) |Both Signs Positive
16.7 16.78 -0.477 0.227 0.477 0.227 1.31 FALSE
16.7 16.88 -1.066 1.137 1.066 1.137 gigned Bias (%) |Both Signs Negative
-1.31 TRUE
Percent Differences
15.000
10.000 | —
5.000 — —
7] | et S NN ]
-5.000 ——— e |
-10000 —M———————————
-15.000 Ao o a
. —e—Series1




Alton Coal Developiment, LLC - Coal Hollow Mine - North Private Lease

Precision Estimate (From Collocated Samples)

Monitors 963D & 964E [Pollutant type: CV,p (%)
Meas Val(Y)  AuditVal(X) d (Eqn10) d? Id| 1d)?
17.6 255 -36.7 -10.663 1343.877 36.659 1343.877
9.2 435 -130.2  75th Percentile 16944431 130.171 16944.431| n >1dj
325 17.2 616 8014 3790.793 61569 3790.793| 41 786.145
322 16.6 63.9 4087.611 63934 4087.611|n-1 »d
14.1 17.3 -20.4 415433 20382  415.433| 40 -102.530
8.4 7.5 113 128159 11321  128.159
7.7 123 -46.0 2116000  46.000 2116.000
10.7 83 253 638.227 25263  638.227
344 349 1.4 2082 1.443 2.082 CV (%) (Eqn 11)
733 68.1 74 54096 7355  54.096 2555
24.8 349 -33.8 1144.864 33.836 1144.864
105 113 2.3 53868 7339  53.868
24.7 274 -10.4 107427 10365 107.427 |
72.8 81 -10.7 113.704  10.663  113.704 Percent Differences
122 112.6 8.0 64.218 8014  64.218
786 484 4756 2261864 47.559 2261.864
2723 268.4 1.443 2081 1443 2.081 300 —
224.4 2315 -3.115 9701 3.115 9.701 200
16.9 14 18.770 352.321 18770  352.321 i
36.2 35.2 2.801 7846 2.801 7.846
132 127 3.861 14907 3861  14.907 0.0
29 274 5.674 32192 5674  32.192 -10.0
24.8 Sk -8.863 78556 8863  78.556 200
17.1 212 -21410 458385 21410  458.385
5.6 5.6 0.000 0.000  0.000 0.000 900
10.2 10.6 -3.846 1475 3846 14793 |
21.9 296  -29.903 894.184  29.903 894.184 |
6.2 58 6.667 44404 6667  44.444
50 615  -20.628 425506  20.628  425.506
83 9 -8.092 65488  8.092  65.488
338 431 -24.187 585.023 24.187  585.023
53 56.7 -6.746 45504 6746 45504
29.9 284 5.146 26479 5146 26.479
16.4 145 12.298 151234 12.298  151.234
224 214 4.566 20850 4566  20.850
75 7.5 0.000 0.000  0.000 0.000
6 5.4 10.526 110.803 10.526  110.803
52 64  -20.690 428062 20.690  428.062
26.2 18.9 32373 1047.979  32.373  1047.979
30 29 3390 11491 3390 11491
40.6 37 9.278 86.088  9.278  86.088




Alton Coal Development, LLC - Coal Hollow Mine

One-Point Flow Rate Bias Estimate

[Site ID: Monitor 2366D |Pollutant type: | Bias (%) |
Meas Val (Y) AuditVal (X) d(Eqn.1) 25th Percentile d? [d] d|?
16.72 16.03 4.304 -0.239  18.528 4.304 18.528
16.7 16.71 -0.060 75th Percentile 0.004 0.060 0.004| n 2|d| "AB" (Eqn 4)
16.72 16.03 4.304 0.300 18.528 1.304 18.528) 9 10.280 1.142
16.72 16.76 -0.239 0.057 0.239 0.057|n-1 Yd|? "AS" (Eqn 5)
16.7 16.65 0.300 0.090 0.300 0.090f 8 37.731 1.802
16.7 16.69 0.060 0.004 0.060 0.004
| 16.7 16.69 0.060 0.004 0.060 0.004 Bias (%) (Eqn 3) |Both Signs Positive
1 16.7 16.75 -0.299 0.089 0.299 0.089 2.26 FALSE
16.7 16.81 -0.654 0.428 0.654 0.428 Signed Bias (%) |Both Signs Negative
+/-2.26 FALSE

15.000

Percent Differences

10.000 +{—
5.000
0.000 -

-5.000

15.000 L

-10.000 +———

—e— Series1




Alton Coal Development, LLC - Coal Hollow Mine

One-Point Flow Rate Bias Estimate

[site ID: Monitor 2398E [Pollutant type: | Bias (%) =
Meas Val (Y)  AuditVal(X) d(Eqn.1) 25th Percentile o? d| |d|?
16.7 15.93 4.834 -0.772  23.364 4.834  23.364
16.7 16.63 0421 75th Percentile 0177 0421 0177 n Yid] “AB" (Eqn 4)
16.7 16.85 -0.890 0361 0792 0890  0792] 9 8.703 0.967
16.7 16.87 -1.008 1.015 1.008 1.015|n-1 Ydf? “AS" (Eqn 5)
16.7 16.64 0.361 0130 0361 0130 8 26.208 1.491
16.7 16.69 0.060 0.004 0.060  0.004
16.7 16.83 0.772 0.597 0.772  0.597 Bias (%) (Eqn 3) |Both Signs Positive
16.7 16.76 -0.358 0.128 0.358  0.128 1.89 FALSE
16.7 16.7 0.000 0.000 0.000  0.000 Signed Bias (%) |Both Signs Negative
| +/-1.89 FALSE
|
Percent Differences
15.000
10.000 {— -
5.000
0.000
-5.000 |— — —

-10.000 _{_7_ = E e
[ o Ie— _— —_— T

’7 —eo— Series1




APPENDIX D

Field Data Sheets




Background Monitor 962A




Background Monitor 962A

Table | - Every 6th Day Sampling

Bt Time Displayed | Displayed | Collected [New Filter Sz;r;;;:tle Sample | Sampler
Date Time Filter ID# ID# . Start Date| Initials
Time
=441l B\l 10)-04-)¢] 1710 1% 5 U- A lpfg7-18 JESR
0/-08 -/6| || 4S |0-08-16] Q2+ 5 a2 U-A lpirg-tsoks
oA=L 50 lo-i4-76] 17246 g | )Ii; 4- AN | p1A9-16] DKL
2014 | nice |oitde~/L /4 i /2 MM i dsYE | KAS R p—
J/-28-1€| /238 /- 287C) 2 3 (2 | £ Np-dl b | JesA—| Pt =°
Wr-03-l6 | 0419 jpo3-(6| 042 F | & F - 2064|052
p-0B-16 | jo372 \p2-p§-ib| joz & 7 &6 Yi-Al pa-12-16] e s
5-1L | 995Fp2-g-16|.0/753| & | 7  |peh Jese |Blawke—
2-(3-(6 | 0558 o2-5-lb o554 | /& 0 MM bzy8-16|dlesi
12:1-16 V1924 lop 19-4] )07 /7 F |4 A g2 - R eS| Bese b e lock
[02.25-4 | 1755 w2 -25-1| (355 4  BE( ~M [ 2-ol-1L] SesK-
9034 | 0908 ¥B-¢3-16| p9n2 DPBR Y1) 158210 | -il [ezczit] 3122 Lodo
3-/6-16 | y(3F l3-lo-16] ({3F [TBR] 1O M-M o313~k JESL ]
- 14- 1, | 1556 3-14-/4 (456 | J/ (9 u-M 103/ k| Jksl -
Dr22-161/52) \ps.22-16 j420| 19 M-I l03-23-)4 e st
1328 1 E2 53267 j524 24 | 29 [ |ess4 dlics24
03 -02-16| j1ick 1645216 15187 29 o N Y068 Kal
04-0F-Id 1A Z2néF76] [42) z4 | 4 |AM a2 dics”]
A-13-C | A32 -1 M43/ 1 4 1 13 M A let-lF-lEI JESE
Table Il - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
02-22-18| 12:08 $2 $2 Poss | kv | e foai yreakoer divntb ofe
QY0214 112102 | 10/ (a0 Pasc Y. ’
Table Ill - Monthly Flow Rate Verification
g Monitor | Delta Cal
. hdnitos Baro Baro Monitor | Delta Cal | Delta Cal Retai) =
Date Time Flow _ Flow | Accuracy | Initials
(QLpm) Pressure | Pressure | Temp (A) |Temp (Ta)| Flow (Qs) (Qa)
(mmHg) (mmHg)
0228, | 72:03 /4. 20 S0 | §£2 ~03& | 0,2 | 24,29 1202 =217 | £al |
040216 | ya1ak | 16,20 99 | 90 | s0.9%¢] 243 | J2so | /242 | AT | xn




Sy,

Background Monitor 962A

Table | - Every 6th Day Sampling

f ol

Bats Time Displayed | Displayed | Collected |New Filter S:r:;[:tle Sample | Sampler
Date Time Filter ID# ID# ) Start Date| Initials
Time
‘ i |
Apa-1s o B9292 T /3 (b |m-aa [9fgllé | Ky
p4-25-1d /7L |pd=235-18 jo 34 /é 21 d-A" St-20-16] e s2)
Vs5-02- 16|05/ p5-02-18 77527 | 21 26 MM 50674 2= Bl
- : =3 7 B 7 7 Laftery Sha ‘
J507- @23 ysor-/| ]522| 264 3/ pM-M osr2-18| Je 520T Lok ?ud selen.
los-r3-7¢ 0¢:22 loc3-1(| 8P22 | 1/ Y | M-AA ) 740. <. aepa.hJ a/lo rx
lic2046 0532 |OsBvd | O3/ 4 9 min_ OS™ AN F puldois
5-25- 78 | Jho F 52514 wot 4 [3 |M-M 5304 JKsEP Lw-b/"“::/f”/( f
Wh  Jox9  |6s-a/-14] 0938 A JE PM-AA ph-084 KN
0b-06-1b] /429 |ob-ob~1b] /325 Zb 2\ NN o -1 | ks
414 [ 1330 pp-14-76 11235 | 208 | 2F | M-M Wiz sIKSR ,
0b-720- (£ | 104l Vh-20-16| 0937 | ZF &L -] -2z ESR| F-dots
b-24-1p] j213 |@-2f-t5| /112—]| 4 9 MM et-29- (6] s
o7-¢l | 1657 lp70/- 1] 7555 v i /3 V). A1 | BF 057 J s 1<
Table Il - Monthly Leak Test
Initial SP | Final SP
Date Time Value Value Pass/Fail Initials Maintenance
4-18-(§ q14p 49 e7 Pess AN
s 1/~/4 [42¥2 Sf ,S‘f o RS v
Table Ill - Monthly Flow Rate Verification
Monitor Maniiar | DettaCal Delta Cal
Date Time Flow e Baro st | g - aspa Flow Accuracy | Initials
(Q Lpm) Pressure | Pressure | Temp (A) |Temp (Ta)| Flow (Qs) (Qa)
(mmHg) | (mmHg)
0¢-28-[6| T4 | /8,20 | $£9 (vas SN 2 A3y Ked | ~0.8l | &
los~3/-7¢ |jp:yg | 16,20 | 565 | s /95 1192 | s34 [0/ | 2. ¥ | kay




,,-~4:,_‘~‘,

Background Monitor 962A

Table | - Every 6th Day Sampling

. } . Sample
r Displayed | Displayed | Collected |New Filter Sample | Sampler
baig e Date Time | FilteriD# | 1D# SR letarvete o Anials
Time
20\ ~f6| /LY |6-014] I15TE 9 L2\ Mam 036514 TR
7-07-0¢| {35/ lpZ-02-14 1250 3 2P 1250 | 70714 ISR Blank-
F-oF-(6] (D5BlpF-0F-10 1252 30 /8 | A-M g1 Jjcc R
2-02-1f | {03l _p212~(] 4930 (& 8 M- 02~ 7-/6| £ :
g §-1b 0553 hF-glbl 0652 4 zE (WA L7738l Jicsflade P
07-25-16 | (907 |gF25-% 7307 | 2\ | 27 |A-M |pp-24 S pode F7
pR-0l- 16| [SSF pg-0/-16] [45¢ | 2% 7 AU | opd-A] KSR bode.. T
l08-05-/6 | p 90 3 |25-05-t4 ot ? (| #M Lo8-m-16] JksE.
pE-1 16 | 1 S)b |pB-4171Y (A [T /4 19 \#-A) |psAt-18 icSR-
0f8-B-0h | 1122 |a§19-28] 420 | 19 37 (MM |gf-2-1d JjcsP
08-25-1€ | (028 W3-\ v/ 37 Y2 AR 2
18- 1524 p@-22-/¢| 1423 F /8 UM p792-5 e
OC-0b-16| (257 o7-obt| fos | /8 | 25 [M-H ko-H- B Jese )| coe F
09-12- 06 | |5 7-/2olb 1443 | 25 | 9 M-M Y758 IeSE e F
D-1b-1b | (A4F [07-16-16] 13461 9 2 & |4ikd kb 16| ST Blasik
A1l | 1AGO |pgre/E] 12499 24 (S NN izl IESA
I7-23-/4 | 1942 log-2p~e6 | £X11 | & AL M 89 259( KAL 4 s
02-29-161 14 16 |pG-z9-16]13 15" | 3/ 36 UM loo5-16] sesp |l Funity
Table I - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
O242-/4 | 008 9/ 7 P L/ C[eg»\J J:nu', l!-‘.-!ﬁv Il
o0F-0514 /s | S8 g7 Pess “n Cledved T bler Rs. Cold
Table lli - Monthly Flow Rate Verification
st Lanoniar ' e Delta Cai
Date Time Flow ik Bafg Mopjinr |\Deits Cal. | DeltrCal Flow Accuracy | initiais
@ [pm) * Pressure | Pressure | Temp {A) |Temp (Ta)| Flow {Qs) (Qa)
{(mmHg) {rmmHg}
821K 2s¢ | s430 | SEk | SE2S 29F (289 | ys | /7er| - \oaslsy
OFps-16| puy | /620 | §5€ Kw o'/ Vo AL I N E D! [6Sc | ~\E &N




Background Monitor 962A

Table | - Every 6th Day Sampling

Date Time Displayed | Displayed | Collected |New Filter S:g:tle Sample | Sampler
Date Time Filter ID# D& Time Start Date| Initials
p-0 ¢4 J452 |ied=/b| /354 F¢ 4 N -A te-o5- 15| DIKSE.
p-tl-14 1 0923 10-y-16 | pB32-| 4 | 9 [M-M |p-Is-l6 0K
Jo-1¢/4 | 1208 | to-fg74| 16 7€ 9 1 /6 | mm sp-218 &As |
£0-2Y~/8 | 090F | 70-V-KK| sp02 | /8 L2 Immn 119-2) | knl
in-28-181 J) 33 lrw0-28-6| 10324 3F JF | M- M (u-g2-16| KSR
(-04-16 | 1013 [ i-0F-16] p9// 1+ | 28 (M-M irod /5 JesR | Blan f—
-04- 15| 1015 |-04-16] 911> 28 2> | MM )48/ oS
{0908 Lo [ll-e9-1¢] 01€ 22 ARV .SV DIAD. <Y
[ /8 ~/8 oY | U~rs~/4| /00T z/ g “AA | U -20-74 AN/
[-23-16 (3T | )-23-14] \35 | 4 L U-M | -26 ] JESE-
Jl-29-76 (4350|1274 |ASH 7 /5 AR ARIIA
y2-18 | j2a§ -S| 1203 LS | 10 241 |y2-08 /4| KAl
$2°0%-/% | 082D | 1209./6)| ST ) 12 Moan | /21906 AN
£2 -x0d L 12:6S liaspenif | 12059 /2 Q) |aa-an |12~28-8 A,
12-2% ol 1%/l 1z 2016 7315 3 26 | M- 122416 IKS ‘
(2:28-1L  JOOZ o784 ico 3L 7 M- A 1o SBIESP | Ok F
Table Il - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
@)l 058 | 9F 99 s | pA | Cloaod atanillf
11/G]1k b o 24 Paged KA
/'1/"7,//( &508 99 9¢ Page KAl | £ Leaned ndas Bl o salel iciii g ok
Table 11l - Monthly Flow Rate Verification
! Monitor Maniter | Delka sl Deita Cal
X Baro Baro Monitor | Delta Cal | Delta Cal "
Date Time Flow Flow Accuracy | initials
] Pressure | Pressure | Temp (A) |Temp (Ta)| Flow {Qs)
(Qipm) izl . froribiad (Qa)
olls | pog | 4476 | sEC | S 0:2 |y | 368 | 2450 | /¢ | Ka
itfa )l [67¢ | F970 | ¢cong | 42 | y9¢ (8957| ~I 4T | gn)
fots lagis | si20 | Ser | cpr | /P 2.5 | sv20] f2o8] 2es | iw




Compliance Monitor 963B



Compliance Monitor 963B

Table | - Every 6th Day Sampling

e Time Displayed | Displayed | Collected [New Filter Szrtz;:tle Sample | Sampler
Date Time Filter ID# ID# . Start Date| Initials
Time
0)-04 -8l |> 26 |0/ 044 (22T 19 V) S ka/ N2 |
Ol-03-(b| \2\F|01"28-IL| \2\6 | & | 7 //1 /r/{ /316 |JESRA—
01-i4-14 (355 lo/-14-1€] j20] | 2— a-19-16] J&s &
0720 /¢ i2jo |oi~20E] j20§ 2 [ ~M 01-254| KA/
pl25 - l5| 125D |e/-28-/8] 12 5] Iz S A -3/ JES
02-03- (8] 454 8 |p2-B-16| ©250 g (3 M—M 92-06-16| I ]|
02-c8 16| )OS ez c8-/6] 1648 £3 IF [ at=A1 Joz-ia-ig] Jiksp
2-(s-(6] j01F 045-16 Jjo U (+ 1U MR- Toz-18-16] S-S i
12 /7 16| jle2 loz M-K] 1058 | // 5 A gz 244 sl ] keset clecs
02-25- 16 |424 |02 -25- it 14—2‘? s BRI [ M- Mlgyai-lg] kSR
030216 | 0922 o303 09235 T2 12 582 7 | M -AL |03 e7-lt] J&54
03-(0-76]| 1150 lp3-10-14 /(SO IBR F | 12 [M-Mlosrs-14] JIcShl
alad AN LT 2 e /2 20 | M- Allezra-le| JESA]
722- 15| [54C€ B 22-16] JFAD| 20 | 25 |[H-M 3254 OKsEl
o328+ Jh 34728140 1534 257 | 30 | J-U le3zpA4 s/
AY-02~14 | 12322 16¢+82+76 | 11522 R, S lan-An n%0s 44| Ka/
oA-02-(0| /534 |ddord6| j#323 | o5 | S (MM hd2-ig sk
o4-1%-14 |4 47 led-13-/4 /345 = /7 -/ Al IES 2]
Table Il - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
p2lag/ik | rpE| 97 $2 Peas | Kt | Clend tihon ¢-dens bl
offorfis | 23| s4s | 112 Pocs | KA
Table 11l - Monthly Flow Rate Verification
. Monitor | Delta Cal
. RARIILEY Baro Baro Monitor | Delta Cal | Delta Cal Geliaial o
Date Time Flow Flow | Accuracy | Initials
Q. L) Pressure | Pressure | Temp (A) |Temp (Ta)| Flow (Qs) (Qa)
(mmHg) (mmHg)
0 25/, 8 F_LZ___Q 16:.29 S | S£F [ 1:2 /4. /661! 8,06 | Ln
OYforfis | paies | 18790 | o556 | 94 | pocod] s2.9%] 1222 | jpz | 4@ 7| gap




Table | - Every 6th Day Sampling

Compliance Monitor 963B

|
B Tim Displayed | Displayed | Collected |New Filter Sigste Sample | Sampler
ate s Date Time Filter ID# ID# . Start Date| Initials
Time
[ L%
o204 | 04y |0Y-2004] 9:44 14 (7 M_gz/;%( A ‘
04-25-16| || Mo |pg-25-1] j0 AT 3 22 |- A Ldad ] s skill Fanning
p5-02-)4 | /108 |05-02-14 t00F | 227 27 |U-M ps-0b-r6 VES
<-03-74 | 1637 |oS-07-%] 1538 27 32 | MAL 512tk 52
PS3-¢6 | OF¥¢ oS (31 €| 0 4S Jd2_ S MAN | .
6Rob | 6549 |6529-(¢| OY4¢ 5 172 052% !
ps-25-16| J| 20 |ps-25-16| [O/F )0 / U - N gs-3a-4]| SkesR
S -3~/ | [1d2 lps-20-16] 100) 15 22 | yira3 Ereld| QLo kA
Worsa-/€ | 1102 083044 | 1004 | 22 JE | pacsn & 1
pbcs-le | /456 lpp-sb-rb| /175¢ | 28 26 ol Jes gl | Pl
b-8b-\b |#F5T [tb-cb-l6] /357 | Zmpol| 22 [M-M begi-l V52
06-14-18 [ /5/9 leb(#76] /4/8] 22 2% | M-M |og/FAE| JKS5~
0620 /6| (6 64 | pp—20-/4 §0 95 2.5 S U - M lps-23-14 Jes 2
b-24-16| 1226 |, 62476\ "1t 23 & /0 MM \gh-27-8| JESK
g7-00- 16 | y7)F |o7-e/-/6| /b6 /3 /0 14 -4 lorosadicsig
Table Il - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
GY-29-141 /00 | /10 rof Pass Lol
WXV aVI Y 114 {10 Pass K4l
Table Ill - Monthly Flow Rate Verification
Moiitar Monitor | Delta Cal . Delta Cal
] Baro Baro Monitor | Delta Cal | Delta Cal .
Date Time Flow Flow Accuracy | Initials
(QLpm) Pressure | Pressure | Temp (A) [Temp (Ta)| Flow (Qs) (Qa)
i (mmHg) | (mmHg)
OF-29-16 | 105 | /£.70 | 59/ S92 20,2l 200°C| 4322 | (622 ~os2| fa
-2/~/& | (120 (£:20 | 59/ S92 | 209 |21.& (3dé | (€FY | ~[ 97




Table | - Every 6th Day Sampling

Compliance Monitor 963B

— Time Displayed | Displayed | Collected |New Filter S:gie Sample | Sampler
Date Time Filter ID# ID# . Start Date| Initials
Time
o21-otsff | 114 O2-0r-/6] /(3 /0 (Y | m-an |02-ac 4 T2
p7-0p-16] 141z lp7-072-/4 ;302 | T T u-U pz-74 SiesiZ
2-r2-7¢ | /229 162 /(29 i A S Lt |02-92/8 Kar
44-1€ | i00é |p#-/9-/6| ©905 | S 2% | AU |or-pplel Jie s
87-25- /6| (SDR |p7-25-76| (40 27 | 28 |4-M 0722 & st
p-0l-16] (826 lpg-ol-16] 1525]| 28 | 32bBlakpmst |08-/| ks Blank
ol~fg] 1672 ha-oi~14] JS3E B2 20 | H-M_|eg-24-1Y 4 s 2]
logos-16| 0725 |g-05-76| 0824 | 40 rS MM |gts-t6]Slesk]
pb-li-fe | 155 2| gf4t- 18] 431 /S | 70 M4 BN\ IESA
98-(7-ls| 74 |og -(9-/6 1423 | 20 | 28 [ M-Mog-a3 k|35t
05-25-14| /028 |pa235-94 p5256 24 S | MM aroglll HESP
108-27-/6| /538 08-2%15| (437 s 2) M \|#n3-/6 1ese
09-c-de | [BI1Z)r-ed-16] JF 2 27 (M- piv7- ¥ s¢ze
pd-12-16 | [659 |p#-12-/4| Hs8 27 | Jo | M- 2516 Vf-SEL
09-16-16 | 1504 |29-16-76] 1407 Jo )b ,«f/',—ﬁia'vzl-/é JICS /-
05 -23-/4 | 1925 |05-23-(4| 1325 /6 | 32 | ar-mm 92244 sAr P
p9-29-1¢ | A4S 09-29-1¢] 1345 22 | 42044 11929/ Ji S| Blan/—
9-29-16 |44l 9-29-46| 140 [B#"4p lpa-1 |M-M lees-/¢] Jksk]
Table Il - Monthly Leak Test
Initial SP | Final SP
Date Time Value Value Pass/Fail Initials Maintenance
oitail] 098 | &e G2 Pacs | KN C/a.a.z\_lg._udmmﬂi
of-ac-/6l (1:40 | 92 94 Pags | Ant | tleaard 1
Table lll - Monthly Flow Rate Verification
Monitor Monitor | Deite Lol Delta Cal
§ Baro Baro Monitor | Delta Cal | Delta Cal .
Date Time Flow Flow | Accuracy | Initials
(QLpm) Pressure | Pressure | Temp {A) |Temp (Ta)| Flow {Qs) (Qa)
(mmHg) | (mmHg)
22906 | 24T | /4% | 52 ST | 259 24,2 1207 | /627|-pI\ | KAl
of-os~rg| (198 | fs,.20 | <PE SF2 1 22/0 1228 | 42,02 | /485 | ~O.89 | &N




Compliance Monitor 963B

Table | - Every 6th Day Sampling

2>
2 lack ‘KQOCQ//A-J /eoé,t_:y‘

) . . Sample
_ Time Displayed | Displayed | Collected |New Filter ot Sample | Sampler
Date Time Filter ID# ID# . Start Date| Initials
Time
jo-cd4-1¢ i5 /4 ltocd-14] )4 (4 [I3BRA 5 A=A\ oesy—r6 | JK 5L
(0-r=[¢| 16/S |ro-ll-/6|g2/4 | S T AR AN A
fo~{g-18 ] /20 l1o~1e16] [403 by (3 M- | s0-21°06]  A!
o-291€ | 128> [10-2/4) 1129 LAY XL | mm|lo- 28K e
jo-28 -/8| 15 |16-28-4| 1052 | 3§ (8 | M-M |1)-02-K]| JK5E
1-04-16 jp3] |[lod-l8| 0730| 18 22 | UM |))-08 H#| s~
=096 | s 05\ n09 /8| socx 2.3 2.3 MoAA /] -1948 | &N
f=ss=18 | 1328 | ¢r-/8-d 43:28| 27 S | anan | /1 -20vd KN
g-23-16 | WS> |j)-23-6] its2 s H M- | Ho2ltl| S
#-23-6 | |54z lpz9-76] 1610 // /6 - M | paz-4ksF
12-5~8 | 230 1/2-~-K | 12: 2 /¢ 22 MMpn s2-08-74 s/
12284 | 09¥8 12941 08 s 22 B i 2= | p2-7978| A
(2-is~1b L 378 | i2ase-rl | (I 2L 0. M-pn | 2220 /6] JSAL
j2:21 /& | )22Y |12-23 /8| /22F | 32 22 | M- z-zp p| ese2
172816l liz-28-1d ioze 23 10 |7 ol-cl-#| ycs 2] todDE T
Table Il - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
pbhk | A¥2 | N9 | g1 Pass | Al | L fenid plonileld_ok; LY gl
ft-9-16 Jo S o2 Pess 4N
Roav/¢ | a9¢l | /oo | 94 Page AN | Cfeowad NMoalOl) soccuinlpreese
Table lll - Monthly Flow Rate Verification
. Monitor | Delta Cal
Wophitar Baro Baro Monitor | Delta Cal | Delta Cal behaical .
Date Time Flow Flow Accuracy | Initials
(@ Lpm) Pressure | Pressure | Temp (A) |[Temp (Ta)| Flow (Qs) (Qa)
(mmHg) | (mmHg)
[o-4-14 | 1201 /62 | £92 | s92.4 | 40p 128 | 42,65 | /490 | “EC| An
fu-9-lg | - ] | $4 sils | 1§$X | /42 /€ | ¢d2 | KAl
L2994 | | 4.7 | 599 | <ses | 2.0 |JFE 2/ | /.82 | ~[. ¢} | 4w




Collocated Monitor 964C



Co-located Monitor 964C

Table | - Every 6th Day Sampling

- Tira Displayed | Displayed | Collected |New Filter S:;rt'r;;:tle Sample | Sampler
ake ' Date Time | FilterID# | ID# T |startpate| nitials
Ql-pd—! Lliz 29 | - =l (?7 ¢2éﬁ o =2 A - oo 7-JLl e s 2- z4il! /("u}')ﬂ"/‘t/—f'
0/-08-(6 | 12 (q lo1-08-G| |2 (6 7 (2 M- A o 3-16 | SESAY
ol-i4-1&| i3ol bi-d-14 {(2a2 | /0 /1 - M lot-1g-lgdESE
g L~
1i-20~0¢ | 216 |oc204¢] 242 14 |R& |m-a ozt | xni
2874 | 1225 |o-28 8] 1= im AT 4 AN
07-05-(z |0725¥ |o2-03-(4 @?ﬁ" & 15 (M- | gzob-(g IS
; - ; b , 7 |
bz-c8-/56 | (A S —\pz-ch -4 Uf\[,—q/—— /5 rf Ad— AN X A éz JLs2
S ] -15-16] Ini - 18- sl
025l | 1015 loz/sibl (1o | /8 | ¢ [b-F jedlloesfy
g2 -1 |j1p3 |e2-17-/6) [058 /2 & \M-2 gz -4 1ESE | =t
p2-25-16 [\ A 26 |p2-25-1] 426 & 12 (M- len-en-le] gie S/
2-03-it | g9 24 |pres—iY p924] /2 3328 | -4 |oz-p7-12] 3]
3-/0-16] (] S] lo3-to-] /(S |78£ 8] (h [M-HA |o3-3-14 Jks~Z
pid=10] (612 lez/444 7| /4 5t (M-AC Lz yes,2]
03-22-1¢] {550 b3-22-74 {447 | 4. 26 |M-M loz-25q Ji<sé-
0328 141 [b26 |£5-28-L| )= 35 R4 3/ WA |z 3t diL 52
202/ 8| 12:3F lay-p-/6l 1109 | 3/ 38 | g |0v0avd KN
04-0%-18 /535 lo4 026l /433 | zp | £ | m-M |sd+1214icsk
i3/l | /BG5S let-(3-1 (344 | ¢ /S -4 C A5 14 JES 2
Table 1l - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail | Initials Maintenance
01-23- 2123 | 94 L Pass | KN |C : whale
O4ap2os8 | 721991 02 | 0% Lacs] KN
Table Il - Monthly Flow Rate Verification
. Monitor | Delta Cal
) Wanizor Baro Baro Monitor | Delta Cal | Delta Cal Deliaea! »
Date Time Flow Flow | Accuracy | Initials
(QLpm) Pressure | Pressure | Temp (A) [Temp (Ta)| Flow (Qs) (Qa)
P (mmHg) (mmHg) A
lo2-2¢-16 | 12322 /4706 S£L | S¢& 0.5 | +8 r3:92| 498 | -0.42 | KN
ou-ori |22 | 1698 | $£67 | SHK (2.9°¢ | J 8% 3,49 | JOS | deSod Kl




Co-located Monitor 964C

Table | - Every 6th Day Sampling

Bt Tim Displayed | Displayed | Collected |New Filter Szr;;;:tle Sample | Sampler
2 e Date Time Filter ID# ID# . Start Date| Initials
Time
1L
V2046 | so198 loy-20v€ | Grv g (s )74 2044 | seal |
14-25-/6 | 1149 [p4a0-18 jo4F | /8 2> | J- AL Apd2076) JESA
Ws-02- 16| jl07 ps-02-/8 spp7-| 32 | 28 |M-MU pswi/eld EFSA
0507- 16| 040 lpso9-/] (538 28 33 (M- |ys-72-76] Vs
loc-3-1¢ | 626D |osnis-i¢| psr4e | 33 6 | A los-91d| kw
Ae-20-16 lossY |os-20ul Hys| £ U | pa=na |OS2v/(| AN |
g525-16 | N2\ | ps-25-14 /n(F . A oM | gs=z-#| DES/~
s~ 2(~/6 | 1128 |oSN-L| (623 L€ (2 An=M|of asul Ky
pb~ ob = \b| M ST | pb-0b-(b] )2 5F (F -2 MM s \- 1A 3ES5R—
06-(4-16 | /520 |94-14-i4 j4I4]| 22 | 23 | MM, ls-1z-fel0j<SRE
06-26-16] 1S4 los-20-16] P35/ 29 |53z W54 |pg-z0-16| s 2 B Lonk—
ot-20~/6| 0S8 lpb-20-14 J 755 |P5A L VAN 62374 Vie 572
g5 -29-i6| 1228 loo-24-/5] (2.5 4 [{ M- o627 |SESE
0ot (6 | )7 [E (072/"1 y4/2 | 15~ | M- oz p5/8| JES =
Table Il - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
of-29-/4 | o2 1 93 Qs Lasc | &N
o-2024 | 28 Y72% itf Paxs | scu
Table lll - Monthly Flow Rate Verification
. Monitor | Delta Cal
. Wanitor Baro Baro Monitor | Delta Cal | Delta Cal el .
Date Time Flow Flow Accuracy | Initials
(QLpm) Pressure | Pressure | Temp (A) [Temp (Ta)| Flow (Qs) (Qa)
P™ | (mmHg) | (mmHg) i
OF-29-(8| /28 | (§.20 | S99 | $97 206 20.8%| 102 | l(62¢| 2.7 oz 4
osat-gf (a9 | & 13 | s42 | 209 [ 2y | 13.28) 472 |-0.€ ey




Co-located Monitor 864C

Table | - Every 6th Day Sampling

. . ' Sample
. Displayed | Displayed | Collected |New Filter Sample | Sampler
bate T Date Time | FilterID¥ |  ID# S | etart Date] Initials
Time
O2 0/, | /248 |O2-0/-K| /872 /L £ M -m O26CHK| TLKR
0¥0E o] 1414 let-0F-# =il /5 20 |U-Y o114 JesE
o492 /6 | A2 o2 | p23 | 24 £ Mm-Mm_|o7-r2-16] KN
p7-A2-16 | oo F|o3/9-/4 ~Zp4 4 2% N4l |pzo23-4) Jlesi™
07-25-18 | (S1D 07224 )40F | 23 | 29 |u-M |p729-%4] JeSE
f-si-14 | i3l [e8ol/-14] (BB 29 /7 d-m e 4-1] diks]
#-05-18 | 0723 |%B-0514| 9420 /! 39 [pgzo o8-07/ Dk s £ | Plawk—
log-05-16| 0924 (0805-16| 0823 | 34 | /6 [M-M |08~/0-r4 ] Ik 5E-
pf1/-16 | 15%% |o@4/-/6] 1429 | (6 | 74 | M-4 paA-#| JEZ<
2819~ 16| 1135 |08.29-/4| (03] 26 29 | M-H |0g-23-14 HFF5 &
pA-25-16 | /p3D |dE-2576| pF2€ 37 £ A - | pR-251¢ Sk £
log-29-/6 | 15%0\9829-/4 /4371 4 22 | U-M |o#03-lIES,
sq0B €| [O1F wivl-tEl 1207 | 22® | g5 | A-AT |g507-# JKSK
03-12-16| 160/ l02-12-16] j4SF| 2.8 | 11 | M-Morrs/d esRL
89-/o-76 | |SO S |of-16-te| JAO*] 4 [ F |\ Ai- A izl -le Ji€S A
23~/6 | 480 [09.23-14 1329 12 SN I m-an of-2p | K<
19-29-14 | 1449 [97-29-04 [245 | 32 |Jer-F | M- M |a-e>-/e] JESE
Table Il - Monthly Leak Test
Initial SP | Final SP
_ Date , Time Value Value Pass/Fail | Initials Maintenance
f-é? # (3 /2 (wss | kA Megeed TAL: Mo ibl
Rg-al~/6 1152 772 /! face KAl 7 lesanel T Lt Ve ,r///
Table il - Monthly Flow Rate Verification
) Monitor | Delta Cal
. Manitar Baro Baro Monitor | Delta Cal | Delta Cal OltaiCal .
Date Time Flow Flow | Accuracy | Initials
(QLpm) Pressure | Pressure | Temp {A) [Temp (Ta}| Flow {Qs) (Qa)
(mmHg) | (mmHg)
[ (Qlez | /1825 | 5y vcaz |22p 2P /22 /52 | \WNo | Kyf
-0~ 12:56 | jg20 | S95 | @ |22/ 122.3 | /2,272 | 142/ | ~06.0b] &4/




Co-located Monitor 864C

Table | - Every 6th Day Sampling

ﬁf&;(ﬁw.(:kq I ,ﬁ,f’d

; : . Sample
Bate Time Displayed | Displayed | Collected |New Filter St Sample | Sampler
Date Time Filter ID# ID# Time Start Date| |Initials
p-0d- 12 |\S)S | up-et-ts| J4L |IPRZ | & Al W7 e EUARD o 2
ro-1-16 | fp 1F |fo-l/16| 0713 b 2S | A-Arers-Alol<se]
(-ig~16 | 188D l1o~/g-76| Aer | 2% [{ul m=pA o216 | KA
lo-2y~1€ | (238 | (n2Ys€] /1I2 LS 29 A4l s0-27 (
0-28-16 | 1(5% w0-28-16] 1048 | 39 19 | M-M rroz-lloKsrR
1-04-16 | yps2 J-04-4| 0937 19 29 A= N yr-08-/6| €S~
(o904 | 092 \rg-290¢| wex | 2¢ | 0 |wse litosvg| wcw |Plark
2008w d | 20782 | 220808 rovea2 o 22 PA-gn | Jrery-eL| KA
Jl=16~16 (322 | w~48-74) (329 J2 £ |aa-anl| s7-20v4 &N
o231 | 1SR jl-z3-i¢ | 149 6 PRI ARR S
.29-26 | g 2776 1508 /o 235 |\ li- N Niz-pp 14 DESA]
2-05~/4 | 1250 |2 -85-/41 ;231 it 2.9 M 2arvl| gpsr  |BlaalC
(2°ag/4 | 12233 | /2 a5k | /227 iy 2¢ ML | 22 ce K| AN
1209~/ | sy |, 1-0%ip | toow | 2@ X fdo-pa | 12-7908| a4/
12014 | 1320 |2~ L) 131 | (¥ X7 pA-aA | 1222018 Kal
jz2-20</ €| /377 \12-myp k| 23237 33 et M-A (1222614 IksSKE
j2-28-/6 | 1023 |jz-28-16] Jol¥+| 32 7 A A N1 DS
Table 1l - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
1of/id | wior] G¢ [ 97 Rese | Kal [ Clonned panCll
faje o7 94 Psg £al
IZI/GI/LL 0S| /o8 /03 Dass LN ¢ Jeand Mo aife /J,_ykf Cluin grbace
Table Il - Monthly Flow Rate Verification
Monitor Manlter § DeitaiGal Delta Cal
X Baro Baro Monitor | Delta Cal | Delta Cal .
Date Time Flow Flow Accuracy | Initials
(QLpm) Pressure | Pressure | Temp (A) |[Temp (Ta)| Flow {Qs) (Qa)
el 2t (mmHg) | (mmHg)
1offi€ | pimi | B | $63 | co2& | 1700 | 129 | 1369 | 22 |-ci0 A
1/9/is sac | s97 | <97.5| 19¢ | sac /628 | ~e4q | g
1zfoafi¢ | 1np | 1676 | gL S9c | 2.5 2.2 | /929 | o8 | ~l.c2| <y




Compliance Monitor 2366D




Background Monitor 2367

235 ff b
Table | - Every 6th Day Sampling
|
- Time Displayed | Displayed | Collected |New Filter Sz;r;;;:te Sample | Sampler
o Date Time Filter ID# ID# . Start Date| Initials
Time
17 -/ /;/‘ - /L,/= ” n /J, &2- //7.':'/5 ! ;\ 2:1( TL'{"' c.‘(’) ,"f‘-/ = /I‘/ /2 - 2 /& j/c §/‘i
02-25-16 1495 02-25- 1§ 145‘, a 4 [ m-A vzo—la Ale 53
(303-1C]| 093 |03-¢31d 0736 | 4 7| A psct ] Jics
03 -10 /6 | 124 293-10-74] 12 &\ 7 /F ﬂ-ﬂ7 p3-1> 16| JEsRL
0314 -6 122 |p7-r£-14 (S22 [Z 22 |- A s fg-4| Jksz ]
0322 16| 1602 |9332-16] jSoi | 22 | 27 |A-A |pz2s-l| g2 o5
oz 28-7¢ | jp 46 | 032674 jA44 7 32| MU \or3/-K| fr 521
09-02:¢ | 1210 loyeowd j2i09 | g2 S22 | pa-anlov-s6v8 &N
84-0F-(6 /5{-3— 942 F-l /44? 2% Z M ot (2l Iies5A
pZ413-16] JF5T |p#+3-14] /75F 7 29 M- o784 YK S 2
Table Il - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
2/16/2016 11:44 98 97|Pass KN Set up and prefomed checks
oYfoafit | r3ss 2£ 75" | Pacer AN
Table 1ll - Monthly Flow Rate Verification
Moni
Monitor onitor | Delta Cal ‘ Delta Cal
. Baro Baro Monitor | Delta Cal | Delta Cal -
Date Time Flow Flow Accuracy | Initials
(QLpm) Pressure | Pressure | Temp (A) [Temp (Ta)| Flow (Qs) (Qa)
P (mmHg) | (mmHg)
2/18/2016 11:48 16.72 592 593 8 8.9 16.03 13.23 MQ
owisz'//s L3215 18,20 5¢ 9L 12:@ /3.2 /3, €2 )/.’,P/ Maﬁ_ﬁ




Compliance Monitor 2366D

Table | - Every 6th Day Sampling

st Tim Displayed | Displayed | Collected |New Filter S:ZE!E Sample | Sampler
€ ime Date Time Filter ID# ID# . Start Date| Initials
Time
29 |
ov2evd | i\ o920~ | 1016 | J9 19 loa-ra |OV-29-4 | xuy
ob-25-16] 1200 h4-235-14 1058 A 24 -l |ptZt] sjes?
5-02-/6] 115 \/mfk/é R1F | 2% | 27 [M-H 50674 Jiesp]
p509 - (4] (650 |os-e9-k| (548 29 54 U A st 2-16) JES2
Tz;:ﬂ;u 0909 13- 1| 8201 QY 2 M-ppn |05 (‘/,,&“t
ds220~/{ 0407 |os2e~lb| Gto¥ ? (2 | pm-m OS2 >
,5.25-16) [123 |,5-25-/14 [O 30 2 A1 - AN os g0/ Sy /2 g
os-3/-/8 | 1299 |os-31-/6] n¢d ¥/ (£ |8 psa-s6| Ly FieldBa~K
AT-X~/6 | 1258 |OSNI-1€| y1:5© /& £7 - 08-05v6| KA/ e
cb-c()_[_,’o /5’;@ CL-C’J—I /%Z—F . 1,] :{4 '/(({-/L&,_ C{%‘“—ig )\L_e"i_ ‘3\‘1/: /‘L&'(}’I/)/;//
G- (£-16] 1531 lo6-(T-16] Ja28| 2% 20 |M-M_lpd-r-l6|lSES2
b6-2¢0 - (]| /129 leb-20-14 ,02¢, 37) Z W - le-23-/4 Jkes <L
ph 29-16| 12% 8 |d6 24K 1 » 7 /2 M- A \pb-22-# JisZ
pfol- 8 i225(p70l B Jp22| j2 /6 Y -M | pFrsté|l JESAY
Table Il - Monthly Leak Test
Initial SP | Final SP
Date Time Value Value Pass/Fail Initials Maintenance
nq-1-14 | r0:64 ig 917 Pass N
las-arit | ppox | 99 g2 xac A4/
Table Il - Monthly Flow Rate Verification
. Monitor | Delta Cal
. Wondnt Baro Baro Monitor | Delta Cal | Delta Cal DeitsCal .
Date Time Flow Flow Accuracy | Initials
(QLpm) Pressure | Pressure | Temp (A) [Temp (Ta)| Flow (Qs) (Qa)
P (mmHg) (mmHg) :
69-29-(8 How [£.72 €9 S0 2./-2 21 /.02 (62K | 4T LN
WK | f(JoD | /6. | 557 7 221 1 24p 2.0f | (€,2€ | ~0.28 | £ar

230Lb D



Compliance Monitor 2366D

Table | - Every 6th Day Sampling

Date Time Displayed | Displayed | Collected |New Filter S::;F::e Sample | Sampler
Date Time Filter ID# ID# ; Start Date| Initials
Time
)0l | /2285 |02-0/-M| £22 (2 /5 A0 | 0P asE| TR
(707-16| (423 |0P-0F-H 223 (6 26 | A-M | p 744 Ji<S2
i Z2-7294 | 4339 lo02-»2~H| 1735 24 ? -mm |02-12-16 A/ ~ g
o#-/7-/6 | (02l |o2-r2-to| p9IF z 29 | y-ut |pz-28Hopse | coDE QT
p7-25-14 | (520 |g?-25-%6| |Alh | 24 30 |\ U-M |p7-29-/6] kS
Bol-i6 | (L5F0E0-E| 1548 | 30 (2 | M- \op-0478 VKSR
/g-05-16 | 093F148-05-16| 0933 (2 | (% | M-M\og-to-k Vksk]
og-i- 14 | |SAA pbB-/-/] (446 JF | 35 (- -7 JESZ]
0844-tb | (0FZ2-| 2 13-l FZ—| 25 | A2 [/042 e ti-18 35| Plan /<~
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Table 11 - Monthly Leak Test
Initial SP Final SP
Date, Time Value Value Pass/Fail | Initials Maintenance
| HH* | gqi1 | ¢ | 74 Pacc| o/ | Cleponad ToNke Manfald |
og-o8~6| 1208 & 74 Poss | &4 | Cleaad Tubike maniCll
Table Il - Monthly Flow Rate Verification
. Monitor | Delta Cal
) e Baro Baro Monitor | Delta Cal | Delta Cal i .
Date Time Flow Flow | Accuracy | Initials
(QLpm) Pressure | Pressure | Temp (A) |Temp (Ta}| Flow (Qs) (Qa)
{mmHg) (mmHg) .
Werfs | eagd | 1636 | £97 | o5 | 269 (227 | 129/ | K& 0. 30|V
B80S-/6 | 4242 | 1670 | 592 $9281 22 ( 226 | 12,951 14,49 | O.06 | KA
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Table | - Every 6th Day Sampling

Compliance Monitor 2366D

Date Time Displayed | Displayed | Collected |New Filter S:;r;:tle Sample | Sampler
Date Time Filter ID# ID# . Start Date| Initials
Time
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Table 1l - Monthly Leak Test

Initial SP Final SP

Date Time Value Value Pass/Fail | Initials Maintenance
0/6/18 | 1336 | 408 | Joy | Peer | ks < leared Man.lold

e 14 91 Pass | KN
[2]e3/t6 | 1124 2¢ 22 Pacsr | M ¢ feanad Masi Ll vac giecge sls |

Table Ill - Monthly Flow Rate Verification

Monitor Monitor | Delta Cal Delta Cal
) Baro Baro Monitor Delta Cal EEE .
Date Time Flow Flow Accuracy | Initials
(Q Lpm) Pressure | Pressure | Temp (A) Flow (Qs) (Qa)
(mmHg) | (mmHg)
Jofef16 11333 | 441 | s | s92 | 3.3 12.98 | 14,49 2N
el 16,7 S4¢ | <4bs| 423 (.25 LN
w2fafd Lo | 1638 | S99 | s99 | go /902 | 16 A




Collocated Monitor 2398E




Background Monitor 2398 &

Table | - Every 6th Day Sampling

398 E

— Time Displayed | Displayed | Collected |New Filter S:thle Sample | Sampler
Date Time Filter ID# ID# Time Start Date| Initials
|
p2-17-76 | NH0 | gz (7-4| =42 i A=A |oz-24 H] IS/~ L ISPIAY AT ST s,
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Table Il - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
2/16/2016 11:38 98 97|Pass KN Set up and prefomed checks
ovferi¢ | 232 98 G4 |Pase | Kat
Table 1l - Monthly Flow Rate Verification
; Monitor | Delta Cal
] Wionito? Baro Baro Monitor | Delta Cal | Delta Cal DeltaCal —
Date Time Flow Flow Accuracy | Initials
(QLpm) Pressure | Pressure | Temp (A) |Temp (Ta)| Flow (Qs) (Qa)
i (mmHg) (mmHg)
2/16/2016 11:40 16.7 592 593 7.6 8.4 15.93 13.16| 4. ¢ Kl\{
Oylorfre] 1339 47| 99|l coc | 442] sva] | KO wa® kg
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Table | - Every 6th Day Sampling

Co-located Monitor 2398E

I
) Displayed | Displayed | Collected |New Filter Sample Sample | Sampler
Date Time j . Start .
Date Time Filter ID# ID# ; Start Date| Initials
Time
¥
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Table Il - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
094~ 246 (Lol 49 a1 Rass Kl
. Y. 94 Gy Pass Kl
Table Il - Monthly Flow Rate Verification
. Monitor | Delta Cal
. Monitor Baro Baro Monitor | Delta Cal | Delta Cal Delta Cal ”
Date Time Flow Flow | Accuracy | Initials
(Q Lpm) Pressure | Pressure | Temp (A) |Temp (Ta)| Flow (Qs) (Qa)
¢ (mmHg) | (mmHg) :
d4-2961 (! i T £ L9/ >3 2\ (379 6.0 | <025 | &
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Co-located Monitor 2398E

Table | - Every 6th Day Sampling

: . ; Sample
) Displayed | Displayed | Collected |New Filter Sample | Sampler
T L I;Jat‘é Tpime Filter IDH |  ID# Start  \oiart Date| Initials
Time
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Table Il - Monthly Leak Test
Initial SP Final SP

Date Time Value Value Pass/Fail Initials Maintenance .
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Table il - Monthly Flow Rate Verification

— Monitor | Delta Cal Dele cal
. il Baro Baro Monitor | Delta Cal | Delta Cal ettata -
Date Time Flow Flow | Accuracy | Initials
(@Lpm) Pressure | Pressure | Temp (A) [Temp (Ta)}| Flow (Qs) Qa)
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‘Table | - Every 6th Day Sampling

Co-located Monitor 2398E

Date Time Displayed | Displayed | Collected |New Filter S:Z‘:e Sample | Sampler
Date Time Filter ID# ID# ) Start Date| Initials
Time
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Table 1l - Monthly Leak Test
Initial SP Final SP
Date Time Value Value Pass/Fail Initials Maintenance
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Table Il - Monthly Flow Rate Verification
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1.0 INTRODUCTION

Air Resource Specialists, Inc. (ARS) conducted a performance audit of Alton Coal
Development, LLC ambient air quality monitoring systems on February 22, 2016. The
monitoring sites are located at the Coal Hollow Mine near Alton, Utah.

Table 1-1

Site Location Information

Primary CHM Background Primary NPL Meteorological
Latitude 37°24'5.0"N 37°24'209" N 37°24'43"N 37°23'53.2"N
Longitude 112°27'21.0" W 112°26' 1.1" W 112°27 30.6" W 112°26'43.1" W
UTM 12S 371147 125 373119 12§ 370928 128 372073
4140396 4140856 4141570 4140018
Elevation 6,890 feet MSL 7,158 feet MSL 6,959 feet MSL 7,007 feet MSL

Audit results for the particulate samplers are summarized in Table 1-2. Audit results for
the meteorological measurements are summarized in Table 1-3. Detailed discussions of
performance audit findings and other findings can be found in Section 3.0.

Table 1-2

Summary of Particulate Sampler Audit Results

Parameter Instrument Within Accuracy Goal
Primary PM,, BGI PQ200S Yes
PM, (collocated) BGI PQ200S Yes
Background #1 PM BGI PQ200S Yes
Background #2 PM,o BGI PQ200S Yes
PM 4 (collocated) BGI PQ200S Yes
Table 1-3
Summary of Meteorological Audit Results
Parameter Sensor Within Accuracy Goal
Wind Speed Met-One 34B Yes
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Details of the audit are presented in the following sections:

Section 2.0 Audit Methods and Equipment
Section 3.0 Audit Results

Appendix A Audit Data Forms

Appendix B Audit Standards Certifications

Any questions related to this audit or audit report should be addressed to:

Christian A. Kirk
Quality Assurance Officer / Lead Auditor
Air Resource Specialists, Inc.
1901 Sharp Point Drive, Suite E
Fort Collins, Colorado 80525
Telephone: 970-484-7941

Fax: 970-484-3423

E-mail: ckirk@air-resource.com




2.0  AUDIT METHODS

Audit procedures, audit challenge ranges, and acceptance criteria are described below.
These ranges and limits conform to EPA’s PSD guidelines. Audit results were verbally
communicated to the site operator prior to departure from the site. A follow-up e-mail
summarizing audit findings was also sent to Alton Coal Development, LLC personnel. Audit
details are provided in Appendix A.

Guidance from the following EPA documents was used to establish the audit procedures:

40 CFR 58, Appendix A. Quality Assurance Requirements for SLAMS, SPMs, and
PSD Air Monitoring

EPA Quality Assurance Handbook for Air Pollution Measurement Systems:
Volume I. A Field Guide to Environmental Quality Assurance
Volume II. Ambient Air Quality Monitoring Program
Volume IV. Meteorological Measurements
o EPA Meteorological Monitoring Guidance for Regulatory Modeling Applications
« EPA Transfer Standards for Calibration of Air Monitoring Analyzers for Ozone

*

2.1 PARTICULATE SAMPLERS (FRM PMyy)

The filter-based FRM PM; particulate samplers are audited in their normal operating mode.
ARS audits the samplers with a BGI deltaCal audit standard which measures flow, temperature, and
barometric pressure. Prior to conducting the flow audit, a system leak check is performed in
accordance with the manufacturer’s specifications. The observed volumetric operational flow and
design flow of the sampler are compared to the audit flows measured by the audit standard.
Differences between the operational sampler flow and audit flow that are greater than +£10% are
considered out of tolerance. Differences between the designated design flow and the audit flow
greater than £10% are considered out of tolerance. In addition to the flow audits, observed ambient
temperature, filter temperature, and barometric pressure measurements of the particulate samplers are
also audited by comparison to the audit standard. A temperature difference greater than +2°C and a
barometric pressure difference greater than £10mm Hg are considered out of tolerance. Audit methods
and acceptable criteria for the particulate samplers are summarized in Table 2-1.

Table 2-1

Particulate Samplers
Audit Acceptance Criteria

Parameter Audit Method Acceptance Criteria
FRM PM,, Leak Check Manufacturer specs
Audit flow to actual sampler flow <+ 4%
Design criteria flow to audit flow <+ 5%
Audit temperature to sampler temperature <+2°C
Audit temperature to sampler filter temperature <+2°C
Audit barometric pressure to sampler pressure <=10mm Hg
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Table 2-2

Particulate Samplers

Audit Equipment
References Manufacturer | Model Number | Serial Number Expiration Date
FRM Flow BGI DeltaCal 141170 4/17/2016

2.2 METEOROLOGICAL PARAMETERS

Meteorological measurement systems are audited in accordance with (and accuracy goals
were obtained from) the EPA’s Quality Assurance Handbook for Air Pollution Measurement
Systems: Volume IV — Meteorological Measurements, (March 2008). ARS uses National Institute
of Standards and Technologies (NIST) traceable test equipment for all meteorological
parameters. All equipment is recertified annually. Audit ranges and acceptable criteria for each
parameter are summarized in Table 2-3.

2.2.1 Wind Speed

Wind speed sensors are audited using an R.M. Young model 18802 (high RPM) or
18811 (low RPM) pulsed motor wind speed calibrator. Each sensor is tested at zero and five
shaft revolution speeds. The equivalent wind speed is calculated corresponding to the sensor
manufacturer's specified values for shaft speed versus wind velocity and compared to readings
obtained from the on-site datalogger.

Table 2-3

Meteorological Sensors
Audit Ranges and Acceptance Criteria

Parameter Audit Method Acceptance Criteria
Wind Speed Accuracy at five speeds with anemometer drive <£0.2m/s
Starting threshold with torque gauge Manufacturer specs
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Table 2-4

Meteorological Audit Equipment

References

Manufacturer

Model Number

Serial Number

Expiration Date

Wind Speed

R.M. Young

18811

CA03912

1/18/2017
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3.0 AUDIT RESULTS

Audit findings and recommendations are discussed below. Detailed audit results are
provided in Appendix A.

Performance Audit Results

e There were no performance audit failures during this visit. Although the two
newest FRM samplers passed the performance audit, the flows on both
instruments were found around 5% low.

3-1



APPENDIX A

AUDIT DATA FORMS



Afr Resource

{/gSpecislists, Inc.

WIND SPEED SENSOR AUDIT

|  Heater sleeve functional?

[ Yes[:]_ No @ N/A|

ABBR. | na CLIENT | Alton | FIELD SPECIALIST| M. Farinacci | DATE [ 272272076 |
SITE NAME Alton Coal
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
Wind Speed Reference RM Young 18811 CA 03912 171812017
Wind Speed Torque Gauge
Manufacturer and Met One - 034B
Model
Sensor Serial # 2281
Cups Serial #
AUDIT CRITERIA (<=)
Wind Speed Difference (m/s) 0.20 [ SelectUNITS [ m/s |
Wind Speed Difference (%) N/A
Wind Speed
Motor Speed (rpm) Target Speed DAS Difference Starting Threshold TORQUE
0 0.000 0.000 N/A N/A N/A Torque <= 0.2 g-cm
100 2.943 2.920 -0.02 PASS
200 5,607 5.550 -0.06 PASS
300 8.270 8.270 0.00 PASS
600 16.260
1800 48.220

INOTES:‘




Afir Resource

i FRM AUDIT (PM,,)
{4 Specialists, Inc.
ABBR. | nia CLIENT | Alton AUDITOR | M. Farinacci | DATE [ 272272016 |
SITE NAME Alton Coal
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/17/2016
MANUFACTURER BGI
MODEL PQ200 Date and Time correct?
ERIAL NUMBER 962A Yes| | No
If no, time off by:
SETTINGS | 0 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 1cm PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument | Actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 17.16 16.70 27% | 2.8% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)

Reference Instrument Difference AUDIT CRITERIA (<=)
I 5.0 52 0.2 PA354] Temperature Difference (°C) I 2
FILTER TEMPERATURE SENSOR (°C)
Refgrence Instrument Difference AUDIT CRITERIA (<=)
l 71 6.5 -0.6 PASS | Temperature Difference (°C) | 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 583.5 582.0 -1.5 PASS ] Pressure Difference (mmHg) I 10

|NOTES:




Afr Resource

g FRM AUDIT (PM,,)
{4 Specialists, Inc.
ABBR. | nla CLIENT | Alton AUDITOR | M. Farinacci | DATE [ 272272076 |
SITE NAME Alton Coal
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/17/2016
MANUFACTURER BGI
MODEL PQZO_O Date and Time correct?
SERIAL NUMBER 963 B Yes| | No
If no, time off by:
SETTINGS | 0 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 2 cm PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument | Actual piff | Design Diff Actual Flow % Diff 10%
Total Flow 16.86 16.70 -0.9% | 1.0% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)

" Reference Instr_ument Difference AUDIT CRITERIA (<=)
l 7.4 1.3 -0.1 PASS ] Temperature Difference (°C) l 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 6.3 6.6 0.3 PASS I Temperature Difference (°C) | 2
i PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 589.0 591.0 2.0 PASS1 Pressure Difference (mmHg) I 10

|NOTES:




Afr Resource

{2 Specialists, Inc.

FRM AUDIT (PM,,)

ABBR. | nla CLIENT | Alton AUDITOR | M. Farinacci | DATE [ 272272076 |
SITE NAME Alton Coal
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Temperature Standard #1 Mesa Labs deltaCal 141 1ZO 4/17/2016
PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/17/2016
MANUFACTURER BGI
MODEL PQ200 Date and Time correct?
ERIAL NUMBER 964 C Yes| | No
If no, time off by:
SETTINGS I 0 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 0 cm PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument { Actual Dif | Design Diff Actual Flow % Diff 10%
Total Flow 16.97 16.72 -15% | 1.6% | PASS Design Flow % Diff 10%
__AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 59 52 -0.7 PASS] Temperature Difference (°C) | 2
2@ FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
[ 6.1 6.9 0.8 PASS I Temperature Difference (°C) I 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
L 589.0 589.0 0.0 PASS I Pressure Difference (mmHg) l 10

INOTES:




Alr Resource

upn FRM AUDIT (PM,,)
{7gSpecislists, Inc.
ABBR. | nia CLIENT | Alton AUDITOR | M. Farinacci | DATE [ 2/22/2016 |
SITE NAME Alton Coal
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/17/2016
MANUFACTURER BGI
MODEL A PQZOL Date and Time correct?
SERIAL NUMBER 2366 D Yes| | No
If no, time off by:
SETTINGS I 0 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 2.cm PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument | Actual piff | Design Diff Actual Flow % Diff 10%
Total Flow 15.89 16.72 5.2% | -4.9% | PASS Design Flow % Diff 10%
AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
r 6.5 7.2 0.7 PASSJ Temperature Difference (°C) I 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
r 6.8 6.8 0.0 PASS ] Temperature Difference (°C) l 2
s PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
r 588.5 589.0 0:5 PASS I Pressure Difference (nmHg) l 10

INOTES:




Afr Resource

o FRM AUDIT (PM,,)
{7gSpecialists, Inc.
ABBR. | nla CLIENT | Alton AUDITOR | M. Farinacci | DATE [ 212272016 |
SITE NAME Alton Coal
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/1 Z/2016
PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/17/2016
MANUFACTURER _BGl
MODEL PQZOQ Date and Time correct?
SERIAL NUMBER 2398 E Yes| | No
If no, time off by:
SETTINGS | 0 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 3cm PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument § Actual pitf | Desian Diff Actual Flow % Diff 10%
Total Flow 15.90 16.70 5.0% | -4.8% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)

[ Reference Instrument Difference AUDIT CRITERIA (<=)
I 6.0 6.7 0.7 PASS l Temperature Difference (°C) l 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
L 7.1 7.7 0.6 PASS l Temperature Difference (°C) ] 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
L 588.0 589.0 1.0 PASS I Pressure Difference (nmHg) I 10

INOTES:




Afr Resource
{ g Specialists, Inc.

SITE INFORMATION

ABBR. n/a CLIENT [ Alton AUDITOR M. Farinacci | DATE [ 21222016 |
SITE NAME Alton Coal
NETWORK TYPE Alton Coal- Coal Hollow
Deg Min Sec Decimal
LATITUDE North 34 24 22.1 34.4061
-CALCULATE->
LONGITUDE West 112 27 15.5 112.4543
Decimal Deg Min Sec
-CALCULATE->
Meters Feet
--CALCULATE->
| ELEVATION
Feet M
= ~CALCULATE-> it
Please verify site standards used by the site operator
SITE STANDARDS MANUFACTURER MODEL SERIAL # Calibration Expiration Date
PM Flow Reference

INOTES:




Alfr Resource
{sSpecislists, Inc.

CALIBRATION AND VERIFICATION STANDARDS

ABBR. | nla CLIENT | Alton AUDITOR | M. Farinacci | DATE [ 272272016 |
SITE NAME Alton Coal
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL # Calibration Expiration Date

Ozone Transfer Standard

Gas Dilution Transfer Standard
MFC High Flow Reference
MFC Low Flow Reference

Temperature Reference

AT/RH Sensor Reference
Barometric Pressure Reference
Wind Speed Reference (high rpm) RM Young 18811 CA 03912 1/18/2017
Wind Speed Reference (low rpm) RM Young 18811 CA 03912 1/18/2017
Wind Speed Torque Gauge

Wind Direction Alignment Reference

Wind Direction Linearity Reference

Wind Direction Torque Gauge

Solar Radiation Reference
Multiplier | [ wimz2/mv
UV Radiation Reference
Multiptier | [ wim2/mv

Precipitation Reference

Volume I I mL

PM Flow Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Flow Standard #2

PM Flow Standard #3
PM Flow Standard #4

PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Temperature Standard #2

PM Temperature Standard #3

PM Temperature Standard #4

PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/17/2016
PM Barometric Pressure Standard #2

PM Barometric Pressure Standard #3

PM Barometric Pressure Standard #4

| TEOM MTV Standard | [ [ !

HiVol Direct Flow Reference
Orifice
AP orifice manometer
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CALIBRATION PROCEDURE

DWG: CP18802(C)

@ 18802/18811 ANEMOMETER DRIVE REV: C401107 PAGE: 30f4
| BY: TJT DATE: 10/11/07
YOUNG CHK: JC W.C. GAS-12
CERTIFICATE OF CALIBRATION AND TESTING
MODEL: 18811 (Comprised of Models 18820A Control Unit & 18831A Motor Assembly)

SERIAL NUMBER:

_CA3912

R. M. Young Company certifies that the above equipment was inspected and calibrated prior to shipment
in accordance with established manufacturing and testing procedures. Standards established by R.M.
Young Company for calibrating the measuring and test equipment used in controlling product quality are
traceable to the National Institute of Standards and Technology.

m

Nominal 27106D Qutput Calculated Indicated
Motor Frequency Rpm (1) Rpm (2)
Rpm Hz (1)
30.0 5 30.0 30.0
150.0 25 150.0 150.0
300.0 50 300.0 300.0
450.0 75 450.0 450.0
600.0 100 600.0 600.0
750.0 125 750.0 750.0
990.0 165 990.0 990.0

Clockwise and Counterclockwise rotation verified

%)) Measured frequency output of RM Young Model 27106D standard anemometer attached
to motor shaft 27106D produces 10 pulses per revolution of the anemometer shaft
2) Indicated on the Control Unit LCD display

*

Indicates out of tolerance

[] New Unit

P

Service / Repair Unit

No Calibration Adjustments Required

[] As Found
[ As Left

Traceable frequency meter used in calibration Model: _34405A  SN: 53020093

Date of inspection
Inspection Interval

lename; CP18802(C).dcc

1/18/20186
One Year

‘%
Tested By 1”\’ A




Mesa Labs 10 Park Place Butler, NJ 07405
NIST Traceable Calibration Facility, ISO 9001:2008 Registered

Mesalabs

CERTIFICATE OF CALIBRATION - NIST TRACEABILITY

(Refer to instruction manual for further details of calibration)

deltaCal Serial Number: 141170 DATE: 17-Apr-2015

Calibration Operator: P.Pitty

Critical Venturi Flow Meter: Max Uncertainity = 0.346%
Serial Number: 1A CEESI NVLAP NIST Data File 07BGI-0001
Serial Number: 2A CEESI NVLAP NIST Data File 07BGI-0003
Serial Number: 5C COX Nist Data File CCAL33222 -5C
Serial Number: 4A CEESI NVLAP NIST Data File 07BGI-0002
Serial Number: 3A CEESI NVLAP NIST Data File 07BGI-0004

Room Temperature: Uncertainity=0.071% Room Temperature: 23.8 °C

Brand: Accu-Safe Serial Number; 254881
NIST Traceability No. 516837

deltaCal:
Ambient Temperature (set): 23.8 °C
Aux (filter) Temperature (set): 238 °C

Barometric Pressure ans Absolute Pressure

Vaisala Model PTB330(50-1100) Digital Accuracy: 0.03371%
S/N DH0850001
NIST Traceable (Princo Primary Standard Model 453 S/N W12537) Certificate No. P-7485
deltaCal:

Barometric pressure (set): 750 mm of Hg

Results of Venturi Calibration
Flow Rate (Q) vs. Pressure Drop (AP). Where: Q=Lpm, AP= Cm of H20

Q= 3.80837 AP *0.52497 Overall Uncertainty: 0.35%

Date Placed In Service__<9/4/1S
(To be filled in by operator upon receipt)

Recommended Recalibration Date __ 5/ /i©
(12 months from date placed in service)

Revised: October 2014
Calt02-01T2 Rev A




To Check a deltaCal 17-Apr-15 P.Pitty
1.5-19.5 VER 3.41P
BP= 750 mm of Hg

Maximum allowable error at any flow rate is .75%.
Serial No. 141170

Reading Ccv
Abs. P Qa Qa

Crit. Vent. Room Flow deltaCal

mm of Hg Temp Lpm Indicated % Error

#5 140.7 23.8 458 4.61 0.68

292.8 238 9.77 9.72 -0.50
394.0 23.8 13.22 152 -0.16
491.8 23.8 16.56 16.57 0.09
873.3 23.8 19.34 19.43 0.47

Average % 0.12
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1.0

INTRODUCTION

Air Resource Specialists, Inc. (ARS) conducted a performance audit of Alton Coal
Development, LLC ambient air quality monitoring systems on April 20, 2016. The monitoring
sites are located at the Coal Hollow Mine near Alton, Utah.

Table 1-1

Site Location Information

Primary CHM Background Primary NPL Meteorological
Latitude 37°24'5.0" N 37°24'20.9" N 37°24' 43" N 37°23'53.2"N
Longitude 112°27'21.0" W 112°26' 1.1" W 112°27° 30.6" W 112°26'43.1" W
UTM 12S 371147 12S 373119 128 370928 128 372073
4140396 4140856 4141570 4140018
Elevation 6,890 feet MSL 7,158 feet MSL 6,959 feet MSL 7,007 feet MSL

Audit results for the particulate samplers are summarized in Table 1-2. Detailed
discussions of performance audit findings and other findings can be found in Section 3.0.

Table 1-2

Summary of Particulate Sampler Audit Results

Parameter Instrument Within Accuracy Goal
Primary CHM PM, BGI PQ200S Yes
PM o (collocated) BGI PQ200S Yes
Background #1 PM,, BGI PQ200S Yes
Primary NPL PM, BGI PQ200 Yes
PM|, (collocated) BGI PQ200 Yes

1-1




Details of the audit are presented in the following sections:

Section 2.0 Audit Methods and Equipment
Section 3.0 Audit Results

Appendix A Audit Data Forms

Appendix B Audit Standards Certifications

Any questions related to this audit or audit report should be addressed to:

Christian A. Kirk
Quality Assurance Officer / Lead Auditor
Air Resource Specialists, Inc.
1901 Sharp Point Drive, Suite E
Fort Collins, Colorado 80525
Telephone: 970-484-7941

Fax: 970-484-3423

E-mail: ckirk(@air-resource.com

1-2



2.0 AUDIT METHODS

Audit procedures, audit challenge ranges, and acceptance criteria are described below.
These ranges and limits conform to EPA’s PSD guidelines. Audit results were verbally
communicated to the site operator prior to departure from the site. A follow-up e-mail
summarizing audit findings was also sent to Alton Coal Development, LLC personnel. Audit
details are provided in Appendix A.

Guidance from the following EPA documents was used to establish the audit procedures:

« 40 CFR 58, Appendix A. Quality Assurance Requirements for SLAMS, SPMs, and
PSD Air Monitoring
« EPA Quality Assurance Handbook for Air Pollution Measurement Systems:
Volume 1. A Field Guide to Environmental Quality Assurance
- Volume II. Ambient Air Quality Monitoring Program
- Volume IV. Meteorological Measurements
o EPA Meteorological Monitoring Guidance for Regulatory Modeling Applications
+ EPA Transfer Standards for Calibration of Air Monitoring Analyzers for Ozone

2.1 PARTICULATE SAMPLERS (FRM PM;,)

The filter-based FRM PM | particulate samplers are audited in their normal operating mode.
ARS audits the samplers with a BGI DeltaCal audit standard which measures flow, temperature, and
barometric pressure. Prior to conducting the flow audit, a system leak check is performed in
accordance with the manufacturer’s specifications. The observed volumetric operational flow and
design flow of the sampler are compared to the audit flows measured by the audit standard.
Differences between the operational sampler flow and audit flow that are greater than £10% are
considered out of tolerance. Differences between the designated design flow and the audit flow
greater than £10% are considered out of tolerance. In addition to the flow audits, observed ambient
temperature, filter temperature, and barometric pressure measurements of the particulate samplers are
also audited by comparison to the audit standard. A temperature difference greater than +2°C and a
barometric pressure difference greater than £10mm Hg are considered out of tolerance. Audit methods
and acceptable criteria for the particulate samplers are summarized in Table 2-1.

Table 2-1

Particulate Samplers
Audit Acceptance Criteria

Parameter Audit Method Acceptance Criteria
FRM PM,, Leak Check Manufacturer specs
Audit flow to actual sampler flow <=+ 10%
Design criteria flow to audit flow < 10%
Audit temperature to sampler temperature <+£2°C
Audit temperature to sampler filter temperature <*2°C
Audit barometric pressure to sampler pressure <+£10 mm Hg

2-1



Table 2-2

Particulate Samplers

Audit Equipment
References Manufacturer | Model Number | Serial Number Expiration Date
FRM Flow BGI DeltaCal 1237 1/26/2017




3.0 AUDIT RESULTS

Audit findings and recommendations are discussed below. Detailed audit results are
provided in Appendix A.

Performance Audit Results

There were no performance audit issues or other findings to discuss.

3-1
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/\'<\( \ Air Resource FRM AUDIT (PM;,)
ZARR SPECIALISTS

ABBR. | N/A CLIENT | Alton AUDITOR | CKirk | DATE 472072016 |
SITE NAME Coal Hollow
Network type plton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltacal 1237 1/26/2017
PM Temperature Standard #1 BGI deltacal 1237 1/26/2017
PM Barometric Pressure Standard #1 BGI deltacal 1237 1/26/2017
MANUFACTURER BGI
MPDEL PQ200S Date and Time correct?
ERIAL NUMBER N962A L1 Yes[v] No
If no, time off by:
SETTINGS = | -1 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
I 4 cm H20 PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument ] Actual piff | Design Diff Actual Flow % Diff 10%
Total Flow 17.14 16.70 -26% | 2.6% | PASS Design Flow % Diff 10%
AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 15.3 14.9 -0.4 PAS?' Temperature Difference (°C) I 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
L 151 14.7 -0.4 PAS?I Temperature Difference (°C) I 5
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 585.5 585.0 -0.5 PASS I Pressure Difference (nmHg) | 10




N Air Resource FRM AUDIT (PM,,)
ZARAN SPECIALISTS
ABBR. | N/A CLIENT | Alton AUDITOR | CKirk | DATE [ 472072016 |
SITE NAME Coal Hollow
Network type Alton Coal- Coal Hollov
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltacal 1237 1/26/2017
PM Temperature Standard #1 BGI deltacal 1237 1/26/2017
PM Barometric Pressure Standard #1 BGI deltacal 1237 1/26/2017
MANUFACTURER BGI
MODEL ik PQ200S Date and Time correct?
SERIAL NUMBER N963B Yes| | No
If no, time off by:
SETTINGS | 0 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 3 cm H20 PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument | Actual piff | Design Diff Actual Flow % Diff 10%
Total Flow 16.88 16.70 -11% | 1.1% | PASS Design Flow % Diff 10%
AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 16.2 16.1 -0.1 PASS I Temperature Difference (°C) | 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 16.3 15.8 -0.5 PASS I Temperature Difference (°C) | 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 591.0 591.0 0.0 PASS l Pressure Difference (mmHg) I 10




/j{\l ) Air Resource FRM AUDIT (PM,,)
ZARR SPECIALISTS
ABBR. | N/A CLIENT | Alton AUDITOR | CKirk | DATE T 472072016 |
SITE NAME Coal Hollow
Network type Alton Coal- Coal Holloy
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltacal 1237 1/26/2017
PM Temperature Standard #1 BGI deltacal 1237 1/26/2017
PM Barometric Pressure Standard #1 BGI deltacal 1237 1/26/2017
MANUFACTURER BGI
MODEL e PQ200S Date and Time correct?
SERIAL NUMBER N964C L] Yes[v] No
If no, time off by:
SETTINGS | -2 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 2 cm H20 PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument | Actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 16.71 16.70 -0.1% | 0.1% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)

[ Reference Instrument Difference AUDIT CRITERIA (<=)
I 16.7 16.8 0.1 PAS?I Temperature Difference (°C) l 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
L 16.1 16.5 0.4 PASS—I Temperature Difference (°C) I 2
PRESSURE SENSOR (mmHg
Reference Instrument Difference AUDIT CRITERIA (<=)
I 591.0 593.0 2.0 PASS I Pressure Difference (mmHg) I 10

lNOTES:




() Air Resource FRM AUDIT (PM;,)
AR SPECIALISTS
ABBR. | N/A CLIENT | Alton AUDITOR | _ CkKirk | DATE [472072016 |
SITE NAME Coal Hollow
Network type Iton Coal- Coal Hollov
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltacal 1237 1/26/2017
PM Temperature Standard #1 BGI deltacal 1237 1/26/2017
PM Barometric Pressure Standard #1 BGI deltacal 1237 1/26/2017
[MANUFACTURER BGI
MODEL i PQZO_O Date and Time correct?
SERIAL NUMBER 2366D [ ] Yes[«] No
If no, time off by:
SETTINGS e | -2 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 2 cm H20 PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference Instruglent Actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 16.82 16.70 -0.7% | 0.7% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)

[ Reference Instrument Difference AUDIT CRITERIA (<=)
L 17.0 171 0.1 PASS I Temperature Difference (°C) l 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 18.2 18.4 0.2 PASS I Temperature Difference (°C) I 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 590.5 590.0 -0.5 PASSJ Pressure Difference (mmHg) I 10

|NOTES:




(&\ Air Resource FRM AUDIT (PM,,)

ZARR SPECIALISTS

ABBR. | N/A CLIENT | Alton AUDITOR | CKirk | DATE [ 472072016 |
SITE NAME Coal Hollow
Network type Alton Coal- Coal Hollov
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltacal 1237 172612017
PM Temperature Standard #1 BGI deltacal 1237 112612017
PM Barometric Pressure Standard #1 BGI deltacal 1237 1/26/2017
MANUFACTURER BGI
MODEL PQ200 Date and Time correct?
[SERIAL NUMBER 2398E [T Yesl<] No
If no, time off by:
SETTINGS | -2 min
Total Flow | 1670 |

Automated LEAK CHECK

Vacuum Loss Rate Pass/Fail
| 4 cm H20 PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument | Actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 16.87 16.70 -1.0% | 1.0% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 18.0 17.8 -0.2 PASS I Temperature Difference (°C) l 2

FILTER TEMPERATURE SENSOR (°C)

[ Reference Instrument Difference AUDIT CRITERIA (<=)
I 18.0 18.1 0.1 PASS I Temperature Difference (°C) I 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 590.5 591.0 05 PASS I Pressure Difference (mmHg) I 10




/({\(/ ) Air Resource SITE INFORMATION
KRR SPECIALISTS

ABBR. N/A CLIENT Alton AUDITOR | CKirk | DATE T 4/20/2016 |
SITE NAME Coal Hollow
NETWORK TYPE Alton Coal- Coal Hollow
Deg Min Sec Decimal
LATITUDE North —CALCULATE->
LONGITUDE West
Decimal Deg Min Sec
-CALCULATE->
Meters Feet
= ->
ELEVATION GALCULATE
M
Feet —CALCULATE-> eters
Please verify site standards used by the site operator
SITE STANDARDS MANUFACTURER MODEL SERIAL # Calibration Expiration Date

PM Flow Reference

[NOTES]




‘/ ; A|r Resource CALIBRATION AND VERIFICATION STANDARDS
KRR SPECIALISTS

ABER. N/A CLIENT | Alton AUDITOR | CKirk | DATE [ 472072016 |
SITE NAME Coal Hollow

Network type Alton Coal- Coal Hollov

MANUFACTURER MODEL SERIAL # Calibration Expiration Date

Ozone Transfer Standard

Gas Dilution Transfer Standard

MFC High Flow Reference

MFC Low Flow Reference

Temperature Reference

AT/RH Sensor Reference

Barometric Pressure Reference

Wind Speed Reference (high rpm)

Wind Speed Reference (low rpm)

Wind Speed Torque Gauge

Wind Direction Alignment Reference

Wind Direction Linearity Reference

Wind Direction Torque Gauge

Solar Radiation Reference

Multiplier | | wim2/mv

UV Radiation Reference

Muttiplier | | wimz2/mv

Precipitation Reference

Volume l | mL

PM Flow Standard #1 BGI deltacal 1237 1/26/2017

PM Flow Standard #2

PM Flow Standard #3

PM Flow Standard #4

PM Temperature Standard #1 BGI deltacal 1237 1/26/2017

PM Temperature Standard #2

PM Temperature Standard #3

PM Temperature Standard #4

PM Barometric Pressure Standard #1 BGI deltacal 1237 1/26/2017

PM Barometric Pressure Standard #2

PM Barometric Pressure Standard #3

PM Barometric Pressure Standard #4

TEOM MTV Standard | | | |

HiVol Direct Flow Reference

Orifice

AP orifice manometer




APPENDIX B

AUDIT STANDARDS CERTIFICATIONS



Mesa Labs 10 Park Place Butler, NJ 07405
NIST Traceable Calibration Facility, ISO 9001:2008 Registered

Mesalabs

CERTIFICATE OF CALIBRATION - NIST TRACEABILITY

(Refer to instruction manual for further details of calibration)

deltaCal Serial Number: 1237 DATE: 15-Jan-2016

Calibration Operator: P.Pitty

Critical Venturi Flow Meter: Max Uncertainity = 0.346%
Serial Number: 1A CEESI NVLAP NIST Data File 07BGI-0001
Serial Number: 2A CEESI! NVLAP NIST Data File 07BGI-0003
Serial Number: 5C COX Nist Data File CCAL33222 -5 C
Serial Number: 4A CEESI NVLAP NIST Data File 07BGI-0002
Serial Number: 3A CEESI NVLAP NIST Data File 07BGI-0004

Room Temperature: Uncertainity=0.071% Room Temperature: 248 °C
Brand: Accu-Safe Serial Number: 254881
NIST Traceability No. 516837

deltaCal:
Ambient Temperature (set): 248 °C
Aux (filter) Temperature (set): 24.8 °C

Barometric Pressure ans Absolute Pressure

Vaisala Model PTB330(50-1100) Digital Accuracy: 0.03371%
S/N DH0850001
NIST Traceable (Princo Primary Standard Model 453 S/N W12537) Certificate No. P-7485
deltaCal:

Barometric pressure (set): 746 mm of Hg

Results of Venturi Calibration

Flow Rate (Q) vs. Pressure Drop (AP). Where: Q=Lpm, AP=Cm of H20
Q= 3.88294 AP *0.52106 Overall Uncertainty: 0.35%
Q= 3.78777 AP " 0.54863 Overall Uncertainty: 0.35%

Date Placed In Service___1{30(\0
(To be filled in by operator upon receipt)

Recommended Recalibration Date | / Qb I \77
(12 months from date placed in service)

Revised: September 2015
Cal102-01T2 Rev D




Maximum allowable error at any flow rate is .75%.
Serial No.

Reading
Abs. P

Crit. Vent.
mm of Hg

145.17
188.07
318.63
402.50
473.53

150.00
259.53
337.29
398.26
476.34

To Check a deltaCal
1.5-19.5

Room
Temp

24.75
24.75
24.75
24.75
24.75

24.90
24.90
24.90
24.90
24.90

VER 4.00P

Cv

Qa
Flow
Lpm

1.658
2.162
3.697
4.684
5.519

6.008
10.507
13.702
16.207
19.414

15-Jan-16 P.Pitty

Qa

deltaCal
Indicated

1.651
2.155
3.710
4.700
5.550

6.000
10.463
13.671
16.180
19.454

Average %

746

% Error

-0.42
-0.34
0.34
0.35
0.57

-0.13
-0.42
-0.22
-0.16
0.21

-0.02



To Check a deltaCal 15-Jan-16 Pre-Recert

1.5-19.5 VER 3.41P
BP= 746
Maximum allowable error at any flow rate is .75%.
Serial No. 1237
Reading cv
Abs. P Qa Qa
Crit. Vent. Room Flow deltaCal
mmofHg Temp Lpm Indicated
#5 161.6 24.7 4,99 5.01
258.5 24.7 8.67 8.60
343.1 24.7 11.58 11.49
455.5 24.7 15.45 15.14
566.3 24.7 19.26 18.94

Average %

mm of Hg

% Error

0.42
-0.80
-0.77
-1.98
-1.64

-0.95
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1.0 INTRODUCTION

Air Resource Specialists, Inc. (ARS) conducted a performance audit of Alton Coal
Development, LLC ambient air quality monitoring systems on September 14th, 2016. The
monitoring sites are located at the Coal Hollow Mine near Alton, Utah.

Table 1-1

Site Location Information

Primary CHM Background Primary NPL Meteorological
Latitude 37°24'5.0"N 37°24'209"N 37°24' 43" N 37°23'53.2"N
Longitude 112°27'21.0" W 112°26' 1.1" W 112° 27" 30.6" W 112°26'43.1" W
UT™M 128 371147 128 373119 128 370928 128 372073
4140396 4140856 4141570 4140018
Elevation 6,890 feet MSL 7,158 feet MSL 6,959 feet MSL 7,007 teet MSL

Audit results for the particulate samplers are summarized in Table 1-2. Detailed
discussions of performance audit findings and other findings can be found in Section 3.0.

Table 1-2

Summary of Particulate Sampler Audit Results

Parameter Instrument Within Accuracy Goal
Primary CHM PMj, BGI PQ200S Yes
PM o (collocated) BGI PQ200S Yes
Background #1 PM,g BGI PQ200S Yes
Primary NPL PMo BGI PQ200 Yes
PM,p(collocated) BGI PQ200 Yes

1-1




Details of the audit are presented in the following sections:

Section 2.0 Audit Methods and Equipment
Section 3.0 Audit Results

Appendix A Audit Data Forms

Appendix B Audit Standards Certifications

Any questions related to this audit or audit report should be addressed to:

Christian A. Kirk
Quality Assurance Officer / Lead Auditor
Air Resource Specialists, Inc.
1901 Sharp Point Drive, Suite E
Fort Collins, Colorado 80525
Telephone: 970-484-7941

Fax: 970-484-3423

E-mail: ckirk(@air-resource.com




2.0 AUDIT METHODS

Audit procedures, audit challenge ranges, and acceptance criteria are described below.
These ranges and limits conform to EPA’s PSD guidelines. Audit results were verbally
communicated to the site operator prior to departure from the site. A follow-up e-mail
summarizing audit findings was also sent to Alton Coal Development, LLC personnel. Audit
details are provided in Appendix A.

Guidance from the following EPA documents was used to establish the audit procedures:

« 40 CFR 58, Appendix A. Quality Assurance Requirements for SLAMS, SPMs, and
PSD Air Monitoring
« EPA Quality Assurance Handbook for Air Pollution Measurement Systems:
Volume I. A Field Guide to Environmental Quality Assurance
Volume II. Ambient Air Quality Monitoring Program
Volume 1IV. Meteorological Measurements
« EPA Meteorological Monitoring Guidance for Regulatory Modeling Applications
« EPA Transfer Standards for Calibration of Air Monitoring Analyzers for Ozone

el PARTICULATE SAMPLERS (FRM PM,,)

The filter-based FRM PM) particulate samplers are audited in their normal operating mode.
ARS audits the samplers with a BGI DeltaCal audit standard which measures flow, temperature, and
barometric pressure. Prior to conducting the flow audit, a system leak check is performed in
accordance with the manufacturer’s specifications. The observed volumetric operational flow and
design flow of the sampler are compared to the audit flows measured by the audit standard.
Differences between the operational sampler flow and audit flow that are greater than £10% are
considered out of tolerance. Differences between the designated design flow and the audit flow
greater than +£10% are considered out of tolerance. In addition to the flow audits, observed ambient
temperature, filter temperature, and barometric pressure measurements of the particulate samplers are
also audited by comparison to the audit standard. A temperature difference greater than +2°C and a
barometric pressure difference greater than £10mm Hg are considered out of tolerance. Audit methods
and acceptable criteria for the particulate samplers are summarized in Table 2-1.

Table 2-1

Particulate Samplers
Audit Acceptance Criteria

Parameter Audit Method Acceptance Criteria
FRM PM,, Leak Check Manufacturer specs
Audit flow to actual sampler flow <+ 10%
Design criteria flow to audit flow <£10%
Audit temperature to sampler temperature <x2°C
Audit temperature to sampler filter temperature <42°C
Audit barometric pressure to sampler pressure <+10 mm Hg

2-1



Table 2-2

Particulate Samplers
Audit Equipment

References

Manufacturer

Model Number

Serial Number

Expiration Date

FRM Flow

BGl

DeltaCal

141170

4/5/2017




3.0 AUDIT RESULTS

Audit findings and recommendations are discussed below. Detailed audit results are
provided in Appendix A.

Performance Audit Results

The flow on the background sampler was found fluctuating, but was within
specifications. The pump was noisier than usual; there were no other findings to report.

3-1




APPENDIX A

AUDIT DATA FORMS



/@\\Air Resource

ZAAR SPECIALISTS

FRM AUDIT (PM,,)

ABBR. | ALTON | CLIENT | Alton AUDITOR | M. Farinacci | DATE [ 971472016 |
SITE NAME Alton Coal - Coal Hollow|
Network type Alton Coal- Coal Hollov
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 Mesa Labs deltaCal 141170 4/5/2017
PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/5/2017
PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/5/2017
MANUFACTURER BGI
MODEL PQ200 Date and Time correct?
SERIAL NUMBER 962A L] Yes[v] No
If no, time off by:
SETTINGS i 1 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 1cm PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument | Actual piff | Design Diff Actual Flow % Diff 10%
Total Flow 16.95 16.70 -1.5% | 1.5% | PASS Design Flow % Diff 10%
AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
L 14.8 13.3 -1.5 PASS I Temperature Difference (°C) I 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
L 14.5 14.4 -0.1 PASS l Temperature Difference (°C) | 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
| 587.0 586.0 -1.0 PASS I Pressure Difference (mmHg) ] 10

INOTES:

Pump flow is fluctuating from 16.7 to 16.4




/5{\( ) Air Resource FRM AUDIT (PM,,)
ZARR SPECIALISTS
ABER. | ALTON CLIENT | Alton AUDITOR | M. Farinacci | DATE | 9/14/2016 |
SITE NAME Alton Coal - Coal Hollow
Network type Alton Coal- Coal Hollo
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 Mesa Labs deltaCal 141170 4/5/2017
PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/5/2017
PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/5/2017
MANUFACTURER BGI
MODEL PQ200 Date and Time correct?
SERIAL NUMBER 963B L1 Yes[/] No
If no, time off by:
SETTINGS | 1 min
Total Flow | 1670 |
“Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
& 3cm PASS
"FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument | actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 16.85 16.70 -0.9% | 0.9% | PASS Design Flow % Diff 10%
AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
ﬁ 14.8 13.3 -1.5 PASi] Temperature Difference (°C) ] 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 14.1 183 -0.8 PASS ] Temperature Difference (°C) | 9
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 593.5 593.0 -0.5 PASS ] Pressure Difference (nmHg) I 10

|NOTES:




/j{\( ) Air Resource FRM AUDIT (PM,,)
ZARR SPECIALISTS
[ABBR. | ALTON | CLIENT | Alton AUDITOR | M. Farinacci | DATE [ 971472016 |
SITE NAME Alton Coal - Coal Hollow|
Network type Alton Coal- Coal Hollov
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 Mesa Labs deltaCal 141170 4/5/2017
PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/5/2017
PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/5/2017
MANUFACTURER BGI
MODEL PQ200 Date and Time correct?
SERIAL NUMBER 964C [ ] Yeslv] No
If no, time off by:
SETTINGS 4 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 1cm PASS
ELOW VERIFICATION AUDIT CRITERIA (<=)
Refergnce Instrument { actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 16.71 16.70 -0.1% | 0.1% | PASS Design Flow % Diff 10%
AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 14.8 13.6 -1.2 PASS l Temperature Difference (°C) ! 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
[ 13.8 13.8 0.0 PASS ] Temperature Difference (°C) I 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 593.0 595.0 2.0 PASS I Pressure Difference (mmHg) l 10

INOTES:




(XN Air Resource FRM AUDIT (PM,,)
ZARR SPECIALISTS
ABBR. | ALTON | CLIENT | Alton AUDITOR | M. Farinacci | DATE [ 971472016 |
SITE NAME Alton Coal - Coal Hollow
Network type Alton Coal- Coal Hollovy
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE

PM Flow Standard #1 Mesa Labs deltaCal 141170 4/5/2017

PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/5/2017

PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/5/2017

MANUFACTURER BGI
MODEL sl PQZO& Date and Time correct?
ERIAL NUMBER 2366D L1 Yes[/] No
If no, time off by:
SETTINGS | 5 min
Total Flow I 16.70 l
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 0 cm PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)

Reference | Instrument { Actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 16.80 16.70 -0.6% | 0.6% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)

Reference Instrument Difference AUDIT CRITERIA (<=)
I 13.8 121 1.7 PASS I Temperature Difference (°C) I 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 121 1.7 -0.4 PASS I Temperature Difference (°C) l 9
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 592.5 592.0 -0.5 PASS I Pressure Difference (mmHg) I 10




/j{\Alr Resource FRM AUDIT (PM,,)
SPECIALISTS
ABBR. l ALTON CLIENT | Alton AUDITOR | M. Farinacci | DATE | 9/14/2016 I
SITE NAME Alton Coal - Coal Hollow,|
Network type Alton Coal- Coal Hollovy
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 Mesa Labs deltaCal 141170 4/5/2017
PM Temperature Standard #1 Mesa Labs deltaCal 141170 4/5/2017
PM Barometric Pressure Standard #1 Mesa Labs deltaCal 141170 4/5/2017

[MANUFACTURER BGI
MODEL 25 PQ200
SERIAL NUMBER 2398E

Date and Time correct?

L1 Yes[/] No

If no, time off by:

SETTINGS 5 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
i 1cm PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument { Actual Diff | Design Ditf Actual Flow % Diff 10%
Total Flow 16.75 16.70 -0.3% | 0.3% | PASS Design Flow % Diff 10%
AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
[ 14.0 12.7 -1.3 PASS ] Temperature Difference (°C) l D
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
12.8 12.4 -0.4 PASS j Temperature Difference (°C) 1 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 592.5 592.0 -0.5 PASS I Pressure Difference (mmHg) l 10

INOTES:




//f@\Air Resource

SITE INFORMATION
ZARR SPECIALISTS
ABBR. | ALTON CLIENT [ Alton AUDITOR [ M.Farinacci | DATE [ 911412016 |
SITE NAME Alton Coal - Coal Hollow
NETWORK TYPE Alton Coal- Coal Hollow
Deg Min Sec Decimal
LATITUDE North 37 24 22 37.4061
--CALC TE-
LONGITUDE West 112 27 15.5 i 112.4543
Decimal Deg Min Sec
--CALCULATE->
Meters Feet
—~CALCULATE-
[ ELEVATION AESLATE
Feet Meters
--CALCULATE-
6980 s g 2128
Please verify site standards used by the site operator
SITE STANDARDS MANUFACTURER MODEL SERIAL # Calibration Expiration Date
PM Flow Reference

[NOTES:




‘/ \ Alr Resource CALIBRATION AND VERIFICATION STANDARDS
ZARR\ SPECIALISTS

ABBR. | ALTON | CLIENT |

Alton

AUDITOR |

M. Farinacci |

DATE ~] 971472016 |

SITE NAME

Alton Coal - Coal Hollow

Network type

Alton Coal- Coal Hollov

MANUFACTURER

MODEL

SERIAL #

Calibration Expiration Date

Ozone Transfer Standard

Gas Dilution Transfer Standard

MFC High Flow Reference

MFC Low Flow Reference

Temperature Reference

AT/RH Sensor Reference

Barometric Pressure Reference

Wind Speed Reference (high rpm)

Wind Speed Reference (low rpm)

Wind Speed Torque Gauge

Wind Direction Alignment Reference

Wind Direction Linearity Reference

Wind Direction Torque Gauge

Solar Radiation Reference

Multiptier | | wim2/myv

UV Radiation Reference

Multiptier | [ wim2imv

Precipitation Reference

Volume ] r mL

PM Flow Standard #1

Mesa Labs

deltaCal

141170

4/5/2017

PM Flow Standard #2

PM Flow Standard #3

PM Flow Standard #4

PM Temperature Standard #1

Mesa Labs

deltaCal

141170

4/5/2017

PM Temperature Standard #2

PM Temperature Standard #3

PM Temperature Standard #4

PM Barometric Pressure Standard #1

Mesa Labs

deltaCal

141170

4/5/2017

PM Barometric Pressure Standard #2

PM Barometric Pressure Standard #3

PM Barometric Pressure Standard #4

TEOM MTV Standard |

HiVol Direct Flow Reference

Orifice

AP orifice manometer




APPENDIX B

AUDIT STANDARDS CERTIFICATIONS



Mesa Labs 10 Park Place Butler, NJ 07405
NIST Traceable Calibration Facility, ISO 9001:2008 Registered

Mesalabs

CERTIFICATE OF CALIBRATION - NIST TRACEABILITY

(Refer to instruction manual for further details of calibration)

deltaCal Serial Number: 141170 DATE: 5-Apr-2016

Calibration Operator: P.Pitty

Critical Venturi Flow Meter: Max Uncertainity = 0.346%
Serial Number: 1A CEESI NVLAP NIST Data File 07BGI-0001
Serial Number: 2A CEESI NVLAP NIST Data File 07BGI-0003
Serial Number: 5C COX Nist Data File CCAL33222-5C
Serial Number: 4A CEESI NVLAP NIST Data File 07BGI-0002
Serial Number: 3A CEESI NVLAP NIST Data File 07BGI-0004

Room Temperature: Uncertainity=0.071% Room Temperature: 254 °C
Brand: Teletemp Serial Number; | 300907
Std Cal Date 13-May-15 Std Cal Due Date 12-May-16
deltaCal: ‘
Ambient Temperature (set): 254 °C
Aux (filter) Temperature (set): 254 °C

Barometric Pressure ans Absolute Pressure

Vaisala Model PTB330(50-1100) Digital Accuracy: 0.03371%
S/N DH0850001

NIST Traceable (Princo Primary Standard Model 453 S/N W12537) Certificate No. P-7485
deltaCal:

Barometric pressure (set): 742 mm of Hg

Results of Venturi Calibration

Flow Rate (Q) vs. Pressure Drop (AP). Where: Q=Lpm, AP= Cm of H20
Q= 3.87619 AP *0.52037 Overall Uncertainty: 0.35%
Q= 3.77376 AP *0.54379 Overall Uncertainty: 0.35%

Date Placed In Service___4/12/16
(To be filled in by operator upon receipt)

Recommended Recalibration Date __“4/19/17
(12 months from date placed in service)

Revised: September 2015
Cal102-01T2 Rev E



To Check a deltaCal 5-Apr-16  P.Pitty

1.5-19.5 VER 4.00P
BP= 742 mm of Hg
Maximum allowable error at any flow rate is .75%.
Serial No. 141170

Reading cV
Abs. P Qa Qa
Crit. Vent. Room Flow deltaCal
mm of Hg Temp Lpm Indicated % Error
#2 13442 25.40 1.543 1.548 0.31
214.88 25.40 2.496 2.509 0.50
292.82 25.40 3.420 3.417 -0.08
421.43 25.40 4,943 4,935 -0.17
47412 25.40 5.568 5.581 0.24
#1 148.83 26.00 6.014 5.985 -0.48
256.85 26.00 10.492 10.463 -0.27
339.94 26.00 13.936 13.923 -0.10
408.90 26.00 16.795 16.777 -0.11
472.25 26.00 19.421 19.461 0.20

Average % 0.01




To Check a deltaCal 5-Apr-16 Pre-Recert
1.5-19.5 VER 3.41P
BP= 7415 mmofHg
Maximum allowable error at any flow rate is .75%.
Serial No. 141170

Reading Ccv
Abs. P Qa Qa

Crit. Vent. Room Flow deltaCal

mmofHg Temp Lpm Indicated % Error

#5 76.4 247 2.42 247 210

260.2 247 8.78 8.70 -0.92
362.4 247 12.32 12.2 -0.95
472.4 24.7 16.12 15.98 -0.90
563.8 24.7 19.29 19.16 -0.67

Average %  -0.27
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1.0 INTRODUCTION

Air Resource Specialists, Inc. (ARS) conducted a performance audit of Alton Coal
Development, LLC ambient air quality monitoring systems on November 9, 2016. The
monitoring sites are located at the Coal Hollow Mine near Alton, Utah.

Table 1-1

Site Location Information

Primary CHM Background Primary NPL Meteorological
Latitude 37°24'5.0"N 37°24'20.9" N 37°24'43" N 37°23'532"N
Longitude 112°27'21.0" W 112°26'1.1"W 112°27° 30.6" W 112°26'43.1" W
UTM 12S 371147 128 373119 128 370928 128 372073
4140396 4140856 4141570 4140018
Elevation 6,890 feet MSL 7,158 feet MSL 6,959 feet MSL 7,007 feet MSL

Audit results for the particulate samplers are summarized in Table 1-2. Audit results for

the meteorological measurements are summarized in Table 1-3.
performance audit findings and other findings can be found in Section 3.0.

Table 1-2

Summary of Particulate Sampler Audit Results

Detailed discussions of

Parameter Instrument Within Accuracy Goal
Primary CHM PM BGI PQ200S Yes
PM |, (collocated) BGI PQ200S Yes
Background #1 PM,o BGI PQ200S Yes
Primary NPL PMyy BGI PQ200 Yes
PM,, (collocated) BGI PQ200 Yes*
*Failed leak check. See Section 3.0.
Table 1-3
Summary of Meteorological Audit Results
Parameter Sensor Within Accuracy Goal
Wind Speed Met-One 34B Yes
Wind Direction Met-One 34B Yes
Temperature Campbell Scientific 107 Yes
Precipitation Hydrological Services TB4 No

1-1



Details of the audit are presented in the following sections:

Section 2.0 Audit Methods and Equipment
Section 3.0 Audit Results

Appendix A Audit Data Forms

Appendix B Audit Standards Certifications

Any questions related to this audit or audit report should be addressed to:

Christian A. Kirk
Quality Assurance Officer / Lead Auditor
Air Resource Specialists, Inc.
1901 Sharp Point Drive, Suite E
Fort Collins, Colorado 80525
Telephone: 970-484-7941

Fax: 970-484-3423

E-mail: ckirk@air-resource.com
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2.0 AUDIT METHODS

Audit procedures, audit challenge ranges, and acceptance criteria are described below.
These ranges and limits conform to EPA’s PSD guidelines. Audit results were verbally
communicated to the site operator prior to departure from the site. A follow-up e-mail
summarizing audit findings was also sent to Alton Coal Development, LLC personnel. Audit
details are provided in Appendix A.

Guidance from the following EPA documents was used to establish the audit procedures:

« 40 CFR 58, Appendix A. Quality Assurance Requirements for SLAMS, SPMs, and
PSD Air Monitoring
« EPA Quality Assurance Handbook for Air Pollution Measurement Systems:
- Volume I. A Field Guide to Environmental Quality Assurance
Volume II. Ambient Air Quality Monitoring Program
- Volume IV. Meteorological Measurements
o EPA Meteorological Monitoring Guidance for Regulatory Modeling Applications
o EPA Transfer Standards for Calibration of Air Monitoring Analyzers for Ozone

2.1 PARTICULATE SAMPLERS (FRM PM,)

The filter-based FRM PM particulate samplers are audited in their normal operating mode.
ARS audits the samplers with a BGI deltaCal audit standard which measures flow, temperature, and
barometric pressure. Prior to conducting the flow audit, a system leak check is performed in
accordance with the manufacturer’s specifications. The observed volumetric operational flow and
design flow of the sampler are compared to the audit flows measured by the audit standard.
Differences between the operational sampler flow and audit flow that are greater than £10% are
considered out of tolerance. Differences between the designated design flow and the audit flow
greater than £10% are considered out of tolerance. In addition to the flow audits, observed ambient
temperature, filter temperature, and barometric pressure measurements of the particulate samplers are
also audited by comparison to the audit standard. A temperature difference greater than +2°C and a
barometric pressure difference greater than £10mm Hg are considered out of tolerance. Audit methods
and acceptable criteria for the particulate samplers are summarized in Table 2-1.

Table 2-1

Particulate Samplers
Audit Acceptance Criteria

Parameter Audit Method Acceptance Criteria
FRM PM;, Leak Check Manufacturer specs
Audit flow to actual sampler flow <+4%
Design criteria flow to audit flow <£5%
Audit temperature to sampler temperature <+2°C
Audit temperature to sampler filter temperature =£4£2°C
Audit barometric pressure to sampler pressure <+10mm Hg

2-1




Table 2-2

Particulate Samplers
Audit Equipment

References Manufacturer | Model Number | Serial Number Expiration Date

FRM Flow BGI DeltaCal 1237 1/15/2017

22 METEOROLOGICAL PARAMETERS

Meteorological measurement systems are audited in accordance with (and accuracy goals
were obtained from) the EPA’s Quality Assurance Handbook for Air Pollution Measurement
Systems: Volume IV — Meteorological Measurements, (March 2008). ARS uses National Institute
of Standards and Technologies (NIST) traceable test equipment for all meteorological
parameters. All equipment is recertified annually. Audit ranges and acceptable criteria for each
parameter are summarized in Table 2-3.

2.2.1 Wind Speed

Wind speed sensors are audited using an R.M. Young model 18802 (high RPM) or
18811 (low RPM) pulsed motor wind speed calibrator. Each sensor is tested at zero and five
shaft revolution speeds. The equivalent wind speed is calculated corresponding to the sensor
manufacturer's specified values for shaft speed versus wind velocity and compared to readings
obtained from the on-site datalogger.

2.2.2 Wind Direction

Wind direction sensor audits include the verification of sensor orientation, linearity, and
starting threshold (bearing integrity). The sensor orientation accuracy is verified by a reference.
The reference can be an internal reference (a tower-mounted alignment vane) or external
(pointing at landmarks from the sensor). Accuracy of the references is verified by the solar
azimuth method for the determination of true north. Using a compass and the site latitude and
longitude, a computer model outputs the sun’s azimuth for that exact time of day. The compass is
adjusted to that azimuth, effectively correcting for the compass to the local magnetic declination
(which may include local magnetic field disturbances). The sensor orientation accuracy is
checked by aligning the wind direction vane to and from each landmark reference, recording
sensor responses from the on-site datalogger.

Potentiometer linearity is tested by verifying the change in response between two
successive orientations across eight points on a calibrated disc mounted atop the sensor. For
example, any two adjacent orientations on the eight-point disc are separated by 45 degrees. The
difference in the datalogger response for these two adjacent orientations is compared to this
value.




2.2.3 Ambient Temperature

Temperature sensors that are non-immersible are audited by collocation of the audit
sensor under ambient conditions utilizing similar methods of sensor aspiration. Collocated
comparisons are typically carried out using hourly averages. Audit data are collected by a
datalogger provided by the auditor. Temperature sensors that are immersible are audited by
comparison to the audit sensor in water baths. The test baths are typically at 0°C, near ambient
conditions (or approximately 25°C), and near the full scale of the sensor (typically near 50°C).
Data observed on the on-site datalogger are used to assess the accuracy of sensors. Sensor
aspirators are inspected for proper function, including fan function and flow direction.

2.2.4 Precipitation

The tipping bucket style precipitation gauges are audited with a volumetric precipitation
gauge calibrator by transferring a known amount of water through the gauge orifice at a
maximum rate equivalent to 2.0 inches/hour of precipitation. The total values from the on-site
datalogger values are compared to the actual introduced volume. The level and cleanliness of the
sensor is observed where possible.

Table 2-3

Meteorological Sensors
Audit Ranges and Acceptance Criteria

Parameter Audit Method Acceptance Criteria
Wind Speed Accuracy at five speeds with anemometer drive <£0.2m/s
Starting threshold with torque gauge Manufacturer specs
Wind Direction Accuracy with compass <45°
Linearity <+5°
Starting threshold with torque gauge Manufacturer specs
Ambient Temperature Accuracy via collocation in ambient conditions £+i0.5°

(non-immersible sensor)

Ambient Temperature ~ Accuracy via collocation in three water baths <£0.5°
(immersible sensor)

Precipitation Accuracy via known volume of water <= 10%




Table 2-4

Meteorological Audit Equipment

References Manufacturer | Model Number | Serial Number | Expiration Date
Wind Speed (high rpm) R.M. Young 18802 CAQ03359 4/7/2017
Wind Direction Orientation Brunton Transit 5103212072 N/A
Temperature (immersible) Eutechnics 4400 307635 3/28/2017
Precipitation Novalynx 260-2595 N/A N/A

2-4



3.0 AUDIT RESULTS

Audit findings and recommendations are discussed below. Detailed audit results are
provided in Appendix A.

Performance Audit Results

e The leak check on the collocated sampler at the Primary NPL site failed. After
adjustment by the operator, it passed. This leak did not appear to impact flow and,
consequently, should not impact data.

e Although the collocated sampler at the Primary CHM site passed all performance audit
requirements, the water collection jar on the PM) inlet was found broken. This could
significantly impact the particle size collection and the apparent concentration measured.

e The precipitation gauge was found responding outside of audit requirements. It is
recommended that the gauge be challenged again and adjusted, if required.

e The clock for Campbell Scientific CR510 data logger at the meteorological station was
set to Mountain Daylight Time. The clock should always be set to Mountain Standard
Time.



APPENDIX A

AUDIT DATA FORMS



N A
ZARR SPECIALISTS

ir Resource

TEMPERATURE / DELTA-TEMPERATURE SYSTEM AUDIT

ABBR. |

n/a

CLIENT | ALTON AUDITOR | C.Kirk | DATE | 11/9/2016 |
SITE NAME Coal Hollow Mine
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
| Temperature Reference Eutechnics 4400 307635 3/28/2017
2m 'T‘emperature Sensor List
Manufacturer Campbell Scientific a::sc T_:P:ozs
Model 107 ik

Serial Number

10755-14 / WO#1272

height on tower,
from highest to
lowest.

Temp. Deltas

CALIBRATION ACCEPTANCE CRITERIA (<=)

Ambient Temperature Difference (°C) 0.5
Vertical Temperature Difference (°C) 0.1
O » 2m Temperature
Bath Temp (°C) DAS Difference
0.03 0.16 0.13 PASS
15.20 15.46 0.26 PASS
30.15 30.33 0.18 PASS
| MAX ABS Difference 0.26 PASS
| MAXABS Difference
Aspirator fan functional 2m? L] ves TTNo [/] NA Each sensor was verified against its data channel ?
LivYes [ ] No N/A Yes [ | No N/A
[TYs [ W N/A |  Each Temperature Difference = Upper - Lower 2 |
[ ] Yes LI No ] NA | OF Yes [ ] N0 [v] NA |

[NoTEs:




/52\{ ) Air Resource
ZARR SPECIALISTS

WIND SPEED SENSOR AUDIT

ABBR. | i CLIENT | ALTON [FIELD SPECIALIST]| _ CKirk | DATE [ 117972016 |
SITE NAME Coal Hollow Mine
Network type Alton Coal- Coal Hollovy
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
Wind Speed Reference "RM Young 18802 CA03359 4/7/2017
Wind Speed Torque Gauge
Manufacturer and Met One - 034B
Model
Sensor Serial # E2281
Cups Serial # N/A
AUDIT CRITERIA (<=)
Wind Speed Difference (m/s) 0.20 [ SelectUNITS | nmis |
Wind Speed Difference (%) N/A
Wind Speed
Motor Speed (rpm) Target Speed DAS Difference Starting Threshold TORQUE
0 0.000 0.000 N/A N/A N/A Torque <= 0.2 g-cm
100 2.943 2.920 -0.02 PASS
200 5.607 5.630 0.02 PASS
300 8.270 8.270 0.00 PASS
600 16.260 16.340 0.08 PASS
1800 48.220

| Heater sleeve functional?

[L] Yes[ | No [/] N/A|

INOTES:




SPECIALISTS

f@ Air Resource

WIND DIRECTION AUDIT

ABBR. | n/a CLIENT | ALTON AUDITOR | C.Kirk 1 DATE | 11/9/2016 I
SITE NAME Coal Hollow Mine
Network type Alton Coal- Coal Hollow|
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
Direction Alignment Reference Brunton Transit 5103212072

Direction Linearity Reference

Direction Torque Gauge

Starting Threshold TORQUE
Torque <= 6.5 g-cm
| Heater sleeve functional? ﬂ_j Yes | | No N/A |

Manufacturer & Met One - 034B
Model
Sensor Serial # E2281
Vane Serial # N/A
Local Magnetic Declination (degrees) | 0.0 | Mag. Dec. from NOAA (deg/min/sec) | | | | 0.00 |
Method ] n/a hitp /Awww.ngdc.noaa.gov/geomag-web/#dechination
Landmarks Degrees
AUDIT CRITERIA (<=) To left most building/barn to the east 338
Cross-arm Alignment Error (degrees) 2 From left most building/barn to the east 158
Total Align. Diff (degrees) 5 From center of right rock outcrop, saddle 73
Sensor Linearity (degrees) 5 To center of right rock outcrop, saddle 253
| Reference Alignment Error (degrees) | 0.0 | PASS |
SENSOR ALIGNMENT
Reference Degrees | DAS Difference
From the North 0
From the South 180
From the East 90
From the West 270
Total Alignment MAX ABS Diff i
OR
SENSOR ALIGNMENT
Landmark Degrees | DAS Difference
ost building/barn to| 338 338.0 0.0
Imost building/barm t{ 158 157.0 -1.0
fer of right rock outcr] 73 73.0 0.0
[ of right rock outcrol = 253 253.0 0.0
Total Alignment MAX ABS Diff 1.0 | PASS
SENSOR LINEARITY ]
Point DAS Difference
1 N/A
2
3
4
S
6
i
8
1
MAX Difference

|NOTES:




N Air Resource
m SPECIALISTS

PRECIPITATION SENSOR AUDIT

ABER. n/a CLIENT | ALTON AUDITOR | C.Kirk | DATE [ 117972016 |
SITE NAME Coal Hollow Mine
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
| Precipitation Reference Novalynx 260-2595 N/A
Manufacturer Hydrological Services
Model TB4
Serial Number 05-94
AUDIT CRITERIA (<=)
Difference from Input Volume (%) ] 0%
Reference Chart Input Volume (mL) 946 Conversions
Manufacturer Model Diameter (in.) mm/tip mL/tip DAS target Value Units Value Units
Met One 385 12 0.254 18.53 12.96 1.000 inch 25.40 mm
RM Young 52202 6.2825 0.100 2.00 47.30 25.40 mm 1.000 inch
Climatronics 100097-1-G0-HO 8 0.254 8.24 29.17
Climatronics 100508 9.66 0.100 473 20.01
X | Hydrological Serv. TB4 8 0.254 8.24 29.17
Precipitation
Reference (mL) Target (mm) DAS (mm) Difference
946 29.17 22.61 -22.5% | FAIL ]
| Heater functional? [C] Yes [] No N/A |

INOTES:




(N Air Resource
mSPEC!ALISTS

FRM AUDIT (PM,,)

ABBR. | nla CLIENT | ALTON AUDITOR | Ckirk | DATE [ 117972016 |
SITE NAME Coal Hollow Mine
Network type Alton Coal- Coal Hollow
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltaCal 1237 1/15/2017
PM Temperature Standard #1 BGI deltaCal 1237 1715/2017
PM Barometric Pressure Standard #1 BGI deltaCal 1237 1/15/2017
MANUFACTURER BGI
MODEL PQ200S Date and Time correct?
SERIAL NUMBER N963B L1 Yes[v] No
If no, time off by:
SETTINGS ] -4 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 3 cm H20 PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument { Actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 16.68 16.70 0.1% | -0.1% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)

Reference Instrument Difference AUDIT CRITERIA (<=)
I 14.7 15:3 0.6 PASS I Temperature Difference (°C) l 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 15.0 15.3 0.3 PASS I Temperature Difference (°C) [ 2
B PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
l 597.5 599.0 1:5 PAS3S I Pressure Difference (mmHg) I 10

INOTES:




/ﬁ\( \ Air Resource FRM AUDIT (PM,,)
ZARR SPECIALISTS
ABBR. | nla CLIENT | ALTON AUDITOR | CKirk | DATE 117972016 |
SITE NAME Coal Hollow Mine
Network type plton Coal- Coal Hollovy
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltaCal 1237 11 5/2012
PM Temperature Standard #1 BGI deltaCal 1237 1/15/2017
PM Barometric Pressure Standard #1 BGI deltaCal 1237 1/15/2017
[MANUFACTURER BGI
[MODEL PQ200S Date and Time correct?
SERIAL NUMBER N964C Yes| | No
If no, time off by:
SETTINGS | 0 min
TotalFlow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 4 cm H20 PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument { Actual Dif | Design Diff Actual Flow % Diff 10%
Total Flow 16.78 16.70 -0.5% | 0.5% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)

[ Reference Instrument Difference AUDIT CRITERIA (<=)
r 14.5 14.6 0.1 PASS l Temperature Difference (°C) l 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
r 5975 597.0 -0.5 PAS?' Temperature Difference (°C) ] 2
e PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
r 14.3 14.4 0.1 PASS I Pressure Difference (nmHg) L 10

INOTES:

broken jar on PM10 inlet




/({\(/ ) Air Resource FRM AUDIT (PM,,)
ZARR\ SPECIALISTS
ABBR. | nla CLIENT | ALTON AUDITOR | ckirk | DATE [ 117972016 |
SITE NAME Coal Hollow Mine
Network type Iton Coal- Coal Hollov
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltaCal 1237 1/15/2017
PM Temperature Standard #1 BGI deltaCal 1237 7 5/2%2
PM Barometric Pressure Standard #1 BGI deltaCal 1237 1/15/2017
MANUFACTURER BGI
MODEL Bl PQ200S Date and Time correct?
ERIAL NUMBER 962A Yes| | No
If no, time off by:
SETTINGS | 0 min
Total Flow I 16.70 I
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
e 3 cm H20 PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument { Actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 16.95 16.70 -1.5% | 1.5% | PASS Design Flow % Diff 10%

AMBIENT TEMPERATURE SENSOR (°C)

[ Reference Instrument Difference AUDIT CRITERIA (<=)
L 14.0 14.2 0.2 PASS l Temperature Difference (°C) I 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
[ 12.8 12.2 -0.6 PASS I Temperature Difference (°C) | 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 591.5 591.0 -0.5 PASS l Pressure Difference (mmHg) l 10

|NOTES:




4 Air Resource FRM AUDIT (PM,,)
/AR SPECIALISTS
ABBR. | nla CLIENT | ALTON AUDITOR | CKirk | DATE [ 117972076 |
SITE NAME Coal Hollow Mine
Network type Alton Coal- Coal Hollov
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltaCal 1237 1/15/2017
PM Temperature Standard #1 BGI deltaCal 1237 1/15/2017
PM Barometric Pressure Standard #1 BGI deltaCal 1237 1/15/2017
MANUFACTURER BGI
MODEL PQZO_O Date and Time correct?
SERIAL NUMBER 2366D L1 Yes[v] No
- If no, time off by:
SETTINGS | -6 min
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| 2 cm H20 PASS
FLOW VERIFICATION AUDIT CRITERIA (<=)
Refergnce Instrument | Actual Diff | Design Ditf Actual Flow % Diff 10%
Total Flow 16.75 16.70 -0.3% | 0.3% | PASS Design Flow % Diff 10%
AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
| 15.6 15.5 -0.1 PASS l Temperature Difference (°C) ] 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 16.1 17.3 12 PASS I Temperature Difference (°C) l 2
[ PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 596.5 595.0 -1.5 PASS I Pressure Difference (mmHg) I 10

INOTES:




/Q\(/ ) Air Resource FRM AUDIT (PM,)
KRR SPECIALISTS
ABBR. | nla CLIENT | ALTON AUDITOR | CkKirk | DATE [ 117972016 |
SITE NAME Coal Hollow Mine
Network type Alton Coal- Coal Holloy
MANUFACTURER MODEL SERIAL NUMBER EXPIRATION DATE
PM Flow Standard #1 BGI deltaCal 1237 1/15/2017
PM Temperature Standard #1 BGI deltaCal 1237 1/15/2017
PM Barometric Pressure Standard #1 BGI deltaCal 1237 1/15/2017
MANUFACTURER ~ BGI
MODEL A PQ200 Date and Time correct?
SERIAL NUMBER L] Yeslv| No
If no, time off by:
SETTINGS |
Total Flow | 1670 |
Automated LEAK CHECK
Vacuum Loss Rate Pass/Fail
| FAIL
FLOW VERIFICATION AUDIT CRITERIA (<=)
Reference | Instrument | Actual Diff | Design Diff Actual Flow % Diff 10%
Total Flow 16.76 16.70 -0.4% | 0.4% | PASS Design Flow % Diff 10%
AMBIENT TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
[ 16.0 15.9 -0.1 PASS I Temperature Difference (°C) I 2
FILTER TEMPERATURE SENSOR (°C)
Reference Instrument Difference AUDIT CRITERIA (<=)
[ 596.5 597.0 0.5 PASS I Temperature Difference (°C) l 2
PRESSURE SENSOR (mmHg)
Reference Instrument Difference AUDIT CRITERIA (<=)
I 16.3 17.5 1:2 PASS I Pressure Difference (mmHg) I 10

INOTES: Subsequent leak check passed following adjustment by operator. Flow does not appear to be impacted.




/CA(\\ Air Resource

SITE INFORMATION
ZARA\ SPECIALISTS
ABER. nla CLIENT | ALTON AUDITOR | CKirk | DATE [ 11/972016 |
SITE NAME Coal Hollow Mine
NETWORK TYPE Alton Coal- Coal Hollow
Deg Min Sec Decimal
LATITUDE North 37 23 63.2 37.3981
LONGITUDE West 112 26 43.1 ST 112.4453
Decimal Deg Min Sec
-CALCULATE->
Meters Feet
-~ TE-
ELEVATION CALCLLATES
F
eet —CALCULATE-> Meters
Please verify site standards used by the site operator
SITE STANDARDS MANUFACTURER MODEL SERIAL # Calibration Expiration Date
PM Flow Reference
[NOTES{]Lat/Long for met station




/l{\l Y\ Air Resource CcALIBRATION AND VERIFICATION STANDARDS

ZARR SPECIALISTS

ABBR. | nia CLIENT | ALTON

AUDITOR |

C.Kirk

| DATE | 11/9/2016 I

SITE NAME Coal Hollow Mine

Network type Alton Coal- Coal Hollov

MANUFACTURER

MODEL

SERIAL #

Calibration Expiration Date

Ozone Transfer Standard

Gas Dilution Transfer Standard

MFC High Flow Reference

MFC Low Flow Reference

Temperature Reference

Eutechnics

4400

307635

3/28/2017

AT/RH Sensor Reference

Barometric Pressure Reference

Wind Speed Reference (high rpm)

RM Young

18802

CA03359

4/7/2017

Wind Speed Reference (low rpm)

Wind Speed Torque Gauge

Wind Direction Alignment Reference

Brunton

Transit

5103212072

Wind Direction Linearity Reference

Wind Direction Torque Gauge

Solar Radiation Reference

Multiptier | | wim2/mv

UV Radiation Reference

Muitiplier | | wim2/mv

Precipitation Reference

Volume l 946 l mL

Novalynx

260-2595

N/A

PM Flow Standard #1

BGI

deltaCal

1237

1/15/2017

PM Flow Standard #2

PM Flow Standard #3

PM Flow Standard #4

PM Temperature Standard #1

BGI

deltaCal

1237

1/15/2017

PM Temperature Standard #2

PM Temperature Standard #3

PM Temperature Standard #4

PM Barometric Pressure Standard #1

BGI

deltaCal

1237

1/15/2017

PM Barometric Pressure Standard #2

PM Barometric Pressure Standard #3

PM Barometric Pressure Standard #4

TEOM MTV Standard

HiVol Direct Flow Reference

Orifice

AP orifice manometer




APPENDIX B

AUDIT STANDARDS CERTIFICATIONS



MICRO PRECISION CALIBRATION

RO PRECISION 22835 INDUSTRIAL PLACE
GRASS VALLEY CA 95949
ALIBRATION INC. S Res iah

Certificate of Calibration

Date: Mar 28, 2016 Cert No. 222008122912902

Customer:
AIR RESOURCE SPECIALIST, INC

1901 SHARP POINT DR, STE E

FORT COLLINS CO 80525
Work Order #: SAC-70077720
Purchase Order #:  A30449
MPC Control #: AX7278 Serial Number: 307635
Asset ID: N/A Department: N/A
Gage Type: DIGITAL THERMOMETER Performed By: JAKE WEST
Manufacturer: EUTECHNICS Received Condition: IN TOLERANCE
Model Number: 4400 Returned Condition: IN TOLERANCE
Size: N/A Cal. Date: March 28, 2016
Temp/RH: 70.0°F /38.0% Cal. Interval: 12 MONTHS
Calibration Notes: CaLPus Dt MerEn29, 2008
Standards Used to Calibrate Equipment
1.D. Description. Model Serial Manufacturer Cal. Due Date  Traceability #
CR6700 DOUBLE WELL BATH 7013 79006 HART Oct 14, 2016  222008122697272
DAB367 PRECISION PLATINUM 8167-25 1803221 LEEDS & NORTHRUP  Apr 27, 2016 818600
RESISTANCE THERMOMETER
SPRT W/ CASE
Procedures Used in this Event
Procedure Name Description
MPC-00074 Temperature Devices

Calibrating Technician: / b f /-[:’-/,4"- QC Approval: ; W

JAKE WEST BRIAN GOLD
The reported ded y of meast is stated as the dard inty of nt multiplied by the coverage factor k=2, which for normal distribution corresponds to a coverage
probability of appmxhnatdy 95%. The standard ur inty of meast has been din with EA's Publication and NIST Technical Note 1297, 1984 Edition. Services rendered
comply with ISO 17025:2005, ANSI/NCSL Z540-1, MPC Quality Manual, MPC CSD and with customer purchase order instructions.
Calibration cycles and resulting due dates were submitted/approved by the customer. Any number of ructnru may cause an | to drift aut of tok before the next scheduled calibration.
Recalibration cycles should be based on frequency of use, environmental conditions and r's Y accuracy. The information on this repart, pertains only to the instrument
identified.
All standards are traceable to S through the National Institute of Standards and Technology (NIST) and/or I standards fab ies. Services rendered include proper

manufacturer’s service instruction and are warranted for no less than thirty (30) days. This report may not be reproduced in pnn or in a whole without the prior written approval of the issuing MPC lab.
Page 1 0of 1 (CERT, Rev 3)




m CALIBRATION PROCEDURE DWG: CP18802(C)
k‘ 18802/18811 ANEMOMETER DRIVE REV: C101107 PAGE: 20f4
[ BY: TJT DATE: 10/11/07
YOUNG CHK: JC W.C. GAS-12

CERTIFICATE OF CALIBRATION AND TESTING

MODEL: 18802 (Comprised of Models 18820A Control Unit & 18830A Motor Assembly)
SERIAL NUMBER: CA03359

R. M. Young Company certifies that the above equipment was inspected and calibrated prior to shipment
in accordance with established manufacturing and testing procedures. Standards established by R.M.
Young Company for calibrating the measuring and test equipment used in controlling product quality are
traceable to the National Institute of Standards and Technology.

Nominal 27106D Output Calculated Indicated
Motor Frequency Rpm (1) Rpm (2)
Rpm Hz (1)

300 50 300 300
2700 450 2700 2700
5100 850 5100 5100
7500 1250 7500 7500
10,200 1700 10,200 10,200
12,600 2100 12,600 12,600
15,000 2500 15,000 15,000

X Clockwise and Counterclockwise rotation verified

(1) Measured frequency output of RM Young Model 27106D standard anemometer attached
to motor shaft 27106D produces 10 pulses per revolution of the anemometer shaft
(2) Indicated on the Control Unit LCD display

Indicates out of tolerance

[] New Unit <] Service / Repair Unit [ ] As Found
X] No Calibration Adjustments Required []As Left

Traceable frequency meter used in calibration Model: _DP5740 SN: __4863

Date of inspection 7 Apr 20186
Inspection Interval  One Year

Tested By A




Mesa Labs 10 Park Place Butler, NJ 07405
NIST Traceable Calibration Facility, ISO 9001:2008 Registered

Mesalabs

CERTIFICATE OF CALIBRATION - NIST TRACEABILITY

(Refer to instruction manual for further details of calibration)

deltaCal Serial Number: 1237 DATE: 15-Jan-2016

Calibration Operator: P.Pitty

Critical Venturi Flow Meter: Max Uncertainity = 0.346%
Serial Number: 1A CEESI NVLAP NIST Data File 07BGI-0001
Serial Number: 2A CEESI/ NVLAP NIST Data File 07BGI-0003
Serial Number: 5C COX Nist Data File CCAL33222-5C
Serial Number: 4A CEESI NVLAP NIST Data File 07BGI-0002
Serial Number: 3A CEESI/ NVLAP NIST Data File 07BGI-0004

Room Temperature: Uncertainity=0.071% Room Temperature: 248 °C
Brand: Accu-Safe Serial Number: 254881
NIST Traceability No. 516837

deltaCal:
Ambient Temperature (set): 248 °C
Aux (filter) Temperature (set): 24.8 °C

Barometric Pressure ans Absolute Pressure

Vaisala Model PTB330(50-1100) Digital Accuracy: 0.03371%
S/N DH0850001

NIST Traceable (Princo Primary Standard Model 453 S/N W12537) Certificate No. P-7485
deltaCal:

Barometric pressure (set): 746 mm of Hg

Results of Venturi Calibration

Flow Rate (Q) vs. Pressure Drop (AP). Where: Q=Lpm, AP=Cm of H20
Q= 3.88294 AP *0.52106 Overall Uncertainty: 0.35%
Q= 3.78777 AP *0.54863 Overall Uncertainty: 0.35%

Date Placed In Service__ 1[{36/[10
(To be filled in by operator upon receipt)

Recommended Recalibration Date | / b I \7]
(12 months from date placed in service)

Revised: September 2015
Cal102-01T2 Rev D



To Check a deltaCal 15-Jan-16 P.Pitty
1.5-19.5 VER 4.00P
BP=
Maximum allowable error at any flow rate is .75%.
Serial No. 1237

Reading cv
Abs. P Qa Qa
Crit. Vent.  Room Flow deltaCal
mm of Hg Temp Lpm Indicated
#2 145.17 24,75 1.658 1.651
188.07 2475 2.162 2.155
318.63 24.75 3.697 3.710
402.50 24,75 4.684 4.700
473.53 2475 5.519 5.550
#1 150.00 24.90 6.008 6.000
259.83 2490 10.507 10.463
337.29 24.90 13.702 13.671
398.26 24.90 16.207 16.180
476.34 24.90 19.414 19.454

Average %

746

% Error

-0.42
-0.34
0.34
0.35
0.57

-0.13
-0.42
-0.22
-0.16
0.21

-0.02

mm of Hg




To Check a deltaCal 15-Jan-16 Pre-Recert

1.5-19.5 VER 341P
BP= 746
Maximum allowable error at any flow rate is .75%.
Serial No. 1237

Reading cv

Abs. P Qa Qa
Crit. Vent. Room Flow deltaCal
mmofHg Temp Lpm Indicated

#5 161.6 247 4.99 5.01

2585 247 8.67 8.60

343.1 24.7 11.58 11.49

455.5 24.7 15.45 15.14

566.3 247 19.26 18.94

Average %

mm of Hg

% Error

0.42
-0.80
-0.77
-1.98
-1.64

-0.95



